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TO advances in Thoracic Surgery during recent years have 
resulted in a marked improvement of the armamentarium for 
this branch of surgery. We have been entrusted with the designing 
and manufacture of a considerable number of thoracic instruments 
illustrated in this catalogue, and can consequently guarantee that they 


conform to the author’s specifications. 


Our thanks are due to the many distinguished surgeons whose advicc 
has enabled us to produce these instruments of a quality not easily 


surpassed. 


THE GENITO URINARY MFG, CO. Lrp. 


London, 1955 
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913. Anesthetic Syringe, Labat’s, consisting of : 10 stainless steel needles 
with bayonet mounts, 2 nickel spinal needles, 10 c.c. Record 
syringe with three finger rings and peripheral nozzle with bayonet 
catch, and 2 c.c. all glass Hypodermic Syringe, complete in nickel- 
plated case 


913a. Anesthetic Syringe, Labat’s, as used by A. Tudor Edwards’, con- 
sisting of: 8 stainless steel needles with bayonet mounts, 10 c.c. 
Record syringe with three finger rings and peripheral nozzle 
with bayonet catch, complete in nickel-plated case .. 


913b. 10 c.c. Syringe only, Labat’s fitting with three finger rings 

913c. 20 c.c. ditto 

913d. 5 cc. ditto . ; + . 
913e. Stainless steel Needle for ae od " .. 2em. 


913f. Ditto a - ma ae a - ; .. dem, 
913¢g. Ditto - = bs es a bs - .. 5m. 
913h. Ditto - a vr 3 ex a .« 7 cm. 
913i. Ditto - Ma <t # dei i .. Sem, 
913). Ditto es et . .. ee = .. Jom. 
913k. Ditto oe - vA 7 - " 10 cm. 
9131. Ditto oY 62 é2 es = a4 - 12 cm. 
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914. Anesthetic Syringe, Dunn’s, consisting of : 10 stainless steel needles, 
10 c.c. Syringe with glass piston and three finger rings, 1 Dunn’s 
automatic filling valve, tubing and sinker, complete, in nickel- 
plated case ie ay si ns an 

914a. 10 c.c. Syringe only, Dunn’s, with three finger rings, . . 


915, Spinal Needle, Barker’s, with stilette, record fitting, stainless steel 


1505. Spinal Needle, Howard Jones’, stainless steel 3)” x 20 S.W.G. 
1506. Spinal Needle, Pitkins’, stainless steel, 33” x 20 S.W.G. 


1507. Intravenous Anesthetic Needle, Gordhs 
1507a. Spare washers for above .. 
eee bee Se Oe eo o-e 264 eee eee 
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916. Laryngeal Syringe, D. F. A. Neilson’s, 5 c.c., with straight and curved 
cannule .. ic ” ” - - = _ - 


916a. 5 c.c. Syringe only, D.F. A. Neilson’s, with three finger rings 


917: Laryngeal Syringe, Brining’s, with wool probe ended cannula for 
anzsthesia of Larynx 


917a. 2-c.c. Syringe only, Briining’s, with stopcock and three finger rings 


918. 


919. Laryngeal Forceps, Krause’s, stainless steel 


&eoo2oee2 e 
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920. Aspirator, Dr. Chandler’s, consisting of 20 c.c. glass Syringe, 
graduated, with metal plunger, stainless trocar and cannula with 
removable handle, perforated trocar, aspirating needle, record 
adapter, adapter for tubing mount, record fitting inside, 2 male and 
2 female mounts and india rubber tubing, special valve piece, 
filter, screw and cone fitting, complete in nickel-plated case 


921. Aspirator, Dr. Christopherson’s, consisting of nickel-plated Syringe 
stainless trocar and cannula with removable handle, perforated 
trocar, aspirating needle, record adapter, adapter for tubing mount, 
record fitting inside, 2 male and 2 female mounts, and india rubber 
tubing, filter, screw and cone fitting, complete in nickel-plated 
case 
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O22. Aspirator, Dieulafoy’s, with metal piston, and glass barrel graduated, 
in ozs. three trocars and cannule, with three needles, complete 
in polished mahogany case . .. 


922a. _ Ditto, in nickel-plated case 


| 


SoH 
eee 
923. Aspirator, Martin’s, consisting of 20 c.c. Syringe, with graduated 


glass barrel and metal piston, three-way stopcock (marked to show 
direction of flow), 1 exploring needle, size 16 5.W.G., 2 trocars and 
cannule, sizes 11 and 13 S.W.G. stainless steel, with india rubber 
tubing, complete in nickel-plated case 

923a. 20 c.c. Syringe only, Martin’s, with pin fitting .. 


923b. = ‘T'wo-way Stopcock, Martin’s, for use with above 


923c. Exploring Needle, Martin’s spe sis ‘eg 16 S.W.G. x 4" 

923d. Ditto im re zs Bs ft sa 14.$.W.G. x 23” 
923e. Ditto ie — i - ” - 16 S.W.G. x 3}” 
9236. Ditto él - ‘t - be ss 14 S.W.G. x 3}” 


DEPP POOP DBD SDH SSB FFF FSF8SFFFFS8F8SS FSS 8-2SOS820462662GO8 F588 GEOD 
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924. Aspirator, Potain’s, consisting of nickel-plated Syringe, 3 trocars 
and cannula with blunt pilots, one needle, two-way stopcock 
and bottle mount, complete in polished mahogany case «6 
924a. Aspirator, Potain’s, as above, complete in nickel-plated case .. 


1508. Aspirating Syringe Set, 25c.c., A. Foster-Carter’s, consisting of Syringe, 
25 c.c., with cam fitting, double olive stopcock, one each 13 and 14 G. 
needles with tubing mount, record fitting with keyed trocar, and 
blunt stilette, record adapter to fit syringe, one each 13 and 15 G. 
aspirating needles wa ‘ us 
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925. Aspirating Syringe, Rotanda, in polished mahogany case with 3 
lengths of tubing and 1 sinker. = as me i ¢ S0 CHe, 


925a. Ditto Bs - on er - ne ae «¢ ZO 


1460. Direct flow Three-way Syringe 50 c.c., with sinker, connectors, and 
2 lengths of rubber tubing 


SSS VSB HSS 8SSOS SHOT O- 
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926. Aspirator, Gauvain’s, consisting of 20 c.c. graduated syringe with 
wide bore nozzle, 1 long trocar and cannula and | blunt pilot for same 
complete in nickel-plated case 


SENITO UiINARY U2 Lonatne> iq 


oe 
927. Record Syringes 1 c.c. with central nozzle, Syringe only .. 
928. ” ” 2 C.c. ” ” ” ” ” 
929. ” ” 5 c.c. ” vy ” yy ” 
930. ” ” 10 C.C. yy ” ” ” 9 
931. ” ” 20 c.c. ” ” ” ” ” 
932. Ditto complete in nickel-plated case with 2 needles 1 c.c. 
933. ” ” ” ” ” ” ZIG. 
934. - w ~ = * = 5 Cac 
935. ” ” ” ” ” ” 10 c.c. 
936. " > i. ae eit 7 20 c.c. 


937. Record Syringes 5 c.c. with peripheral nozzle 


938. - 10.cie. i - 

939. - ms PAV on om = A #8 bs 
940. Ditto complete, in nickel-plated case with 2 needles 5 c.c. 
941. es i ys s - i 10 c.c. 
942. 2) .e., 


9 ” ” ” ” ” 
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943. 


943a. 
943b. 


944, 

944a. 
944b. 
944c. 
944d. 
944e. 


945, 


945a. 


Two-way Cock, Nelson’s, to fit Recor 


mounts 


d Syringe, with two tubing 


Ditto, with Male Record mount and one tubing mount 


Ditto, Labat fitting, with male Record and one tubing mount 


<{- 


Exploring needles, stainless steel, Record fitting 


1,”x 19 S.W.G. 
2” x19S.W.G. 
24" x 19 S.W.G. 
3” x 19S.W.G. 
4” x19 S.W.G. 
5” x19 S.W.G. 


944f. 


944g. 
944h. 


944i. 
944}. 


944k. 


14” x 17 S.W.G. 
2” x17S.W.G. 
21" x 17 S.W.G. 
3” x17S.W.G. 
4” x17S.W.G. 
5” x17S.W.G. 


— 


9441. 


944m. 2” x 165.W.G. 
944n. 
9440. 
944p. 
944q. 


13"x 16S.W.G. 


24" x 165.W.G. 


3” x 165.W.G. 
4” x 168.W.G. 
5” x 165.W.G. 


Fluid Needle, Dr. A. Morland’s, stainless steel, 14” x 2mm... 


Ditto, 28” x 2 mm. 
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Instruments 


for Lipiodal Injection 


946. 

947. Lipiodal ‘Trocar and Cannula, Dr. Christopherson’s, with sand- 
blasted handle .. rT nr i ‘a se y 5 

1509. 


948. Lipiodal Syringe, J. E. H. Roberts’, consisting of 1 stainless steel 
pipe for filling, 2 stainless steel needles, and 25 c.c. Record syringe 
with three finger rings and peripheral nozzle with Lae catch, 
complete in nickel-plated case . . 


948a. 25 c.c. Lipiodal Syringe, Roberts’, with three sey rings 
948b. = Lipiodal Needle, straight, Roberts’ 
948c. ” 7) curved, ” 


OOO OOOO BSS HSS SBSH VTS SEB SHO BSS SO BOOSH SH GOS 28S6822 8828228328 OS SOG 
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949, 


949a. 


950. 


950a. 


1510. 


13 


Lipiodal Set, G.U. model, consisting of 25 c.c. Syringe with 3 finger 
rings, 1 malleable lipiodal pipe, 1 Chandler’s lipiodal trocar and 
cannula, | record adapter, 1 cone nozzle for attaching catheters to 
syringe, and 1 gum-elastic catheter, complete in nickel-plated case. . 


25 c.c. Lipiodal Syringe, G.U. with 3 finger rings 


Lipiodal Syringe, Dr. Chandler’s, consisting of 25 c.c. syringe grad- 
uated with finger bars, 1 Chandler’s lipiodal trocar and cannula, 
1 record adapter, 1 stainless steel pipe for filling, complete in 
nickel-plated case ” - o “8 


25 c.c. Lipiodal Syringe, Dr. Chandler’s 


WIRTH TT eee 
HHA AA ARIA Head 


Cone nozzle, record fitting, O. Tubbs’ .. 


OOOO Or CSO SOAS GS424446622224 
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1461. Spirometer, gasometer type, 1511. Bronchospirometry Catheter, 


chromium plated, with I.R. Carlen’s with X-ray Indi- 
tubing and glass mouth- cators, sizes 37-39-41, 
piece ve a3 ms French guage 

1461a. Spare glass mouthpiece 

1461b. Spare tubing ei .. 1511a.  Stilette for use with above. . 


SS OSS 


re 
Ai ii 


ae. 


1614. Spirometric Bronchoscope, Dr. McNab’s, (See ‘‘ Lancet” 4/12/54.) 
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Catheter for Bronchography, Metras 


1512a. Straight size 15 ch. 

1512b. Straight size 19 ch. 

1512c. Half curved size 15 ch. 
1512d. Half curved size 19 ch. 
1512e. Full curved size 15 ch. 

1512f. Full curved size 19 ch. 
1512g. Double curved Right 15 ch. 
1512h. Double curved Right 19 ch. 
1512i. Double curved left 15 ch... 
1512j. Double curved left 19 ch. 
1512k. With inflatable balloon 15 ch. 
15121. With inflatable balloon 19 ch. 
1512m. With suction tube 15 ch... 
1512n. With suction tube 19 ch... 


15120. Stilette, for introducing above Catheters 


0006.00.60 8 0000000888888 88S OOS SESS SS EPPS 
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952. Miniature Artificial Pneumothorax Apparatus, Dr. James Maxwell’s, 


in polished mahogany case, size 7” x 4” « 8", weight 6 lbs., 
exclusive of needles 


(See “ British Medical Journal,’ 2nd June, 1934, page 990.) 


952a. _‘I.R. tubing for above 
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Reprinted from the British MEDICAL JOURNAL, Fune 2nd, 1934 


Miniature Pneumothorax Apparatus 


Dr. JAMES MAXWELL (London, W.1) writes : 


This instrument has been constructed for me by the Genito-Urinary Manufacturing 
Company, and has been in routine use for the past six months, during which time it has 
given satisfactory results. 


The apparatus consists of four essential parts—the pump, the regulating valve, the aneroid 
manometer, and the filter. ‘These parts are contained in a cabinet 7” by 4” by 8”, and the total 
weight is 6 Ib. The pump has a capacity of 200 c.cm., and is made entirely of metal. The 
combined weight of the piston, piston-rod, and two-way cock is calculated to produce a gas 
pressure equal to a column of water of 35 cm. The piston-rod is hollow, and is fitted with a 
two-way cock of convenient shape to act as a handle by which the piston is pulled up. One end 
of this cock terminates in a screw cap for the purpose of holding a cotton-wool filter for the aspir- 
ated atmospheric air. ‘The opposite end is bent downward, and is joined to the regulating valve 
by rubber tubing. By means of this valve the rate of flow of the air to the pleura can be con- 
trolled with great ease and accuracy within wide limits, or it can be cut off entirely. From the 
outlet port of the regulating valve the tube divides into two branches. One leads via the filter 
to the patient and the other to an aneroid manometer. The quantity of air which has passed to 
the chest is indicated on the outside of the piston-rod by a double scale graduated by 20 c.cm. 
from 0 to 200 c.cm. The filter is a little more elaborate in design than is usual with existing 
apparatus, but the frequent and convenient change of the cotton-wool packing, which is possible, 
justifies the elaboration. It resembles the Record syringe, and consists of a glass tube with a 
metal cone at one end and a screw cap at the other. The ground metal cone fits into a counter- 
part, which is part of the ““T”’ junction connecting the manometer and filter to the regulating 
valve. When the wool is to be changed the filter is removed from the clip which holds it to the 
wall of the cabinet, and is then disconnected from the ‘““T”’ piece. The cap is then unscrewed 
and the wool changed. The whole process is carried out without disturbing the rubber tubing. 


The manometer is specially constructed, and has been subjected to severe tests extending 
over two years in order to ascertain its constant accuracy. The scale is well spaced, and the 
pressures can be read easily ; the instrument appears to be more sensitive than the water 
manometer. A suitable winder for the rubber tubing and a detachable rack for the needles are 
fixed inside the door of the cabinet. The most suitable lubricant for the piston has been found 
to be ordinary medicinal castor oil. 


The advantages claimed for this instrument are that it is readily portable, there is little 
likelihood of accidental damage, it is always ready for use, and the difficulties inseparable from 
the use of liquid in the manometer are obviated. When used for a refill the instrument is 
placed upright, the cylinder is filled with atmospheric air, and the flow to the chest is regulated 
by the special valve, so that any desired pressure can be maintained ; the pressure is constantly 
indicated by the manometer, and the flow of air can be instantly stopped by closing the valve. 


For the induction of a pneumothorax, in which case it is necessary that the first part of 
the air should be drawn into the chest by the suction of the collapsing lung, the instrument 
is placed on its back so that the cylinder is horizontal. It has been found that a negative pressure 
of only 3 or 4 cm. of water is sufficient to move the piston, and so draw air into the chest. For 
the withdrawal of air from the chest the reverse process must be carried out, the air being drawn 
from the chest to the cylinder by suction. The filter must, of course, always be changed before 
the instrument is again employed for refills. 


It is a pleasure to express my thanks to Mr. R. Shranz of the Genito-Urinary Company 
for the very great help which he has given me with the details of the design of the model, as 
well as the care and skill which he has devoted to its construction. 
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951. 


Artificial Pneumothorax Apparatus 


Artificial Pneumothorax Apparatus, Dr. Chandler’s, with rack for 
raising bottle, complete in Panes eey ease, 17” x 98" x 
6” (exclusive of needles) 5 


Graduated bottle 1100 c.c. 

I.R. Bung for above, 3 hole 

Stopcock and Filter 

Long glass angle .. 

Short glass angle .. 

Plain bottle 

I.R. Bung, 2 hole for above 

Three-way stopcock 

Manometer, 2 piece with I.R. connection 


LR. Tubing 
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Artificial Pneumothorax Apparatus 
By Dr. F. G. CHANDLER, M.D., F.R.C.P. 


The apparatus consists of two movable wide neck bottles, each of 1,100 c.c. capacity. 
One of these, usually called the gas bottle, is graduated in 100 c.c. units from below upwards, 
whilst the other, called the pressure bottle, is left plain. Both bottles are fitted with rubber 
bungs bored in two places to receive one short and one long glass tube. The gas bottle bung 
has a third hole into which a combined glass cock and filter is fitted. 


The two bottles are half filled with some weak antiseptic solution, and joined together by a 
wide bore rubber tube attached to the long glass tube in each bottle. As the long glass tubes 
reach nearly to the bottom of the respective bottles, the total anoumt of fluid contained in one 
bottle can be transferred to the other by a suitable adjustment of their levels. 


The space above the fluid in the pressure bottle is in communication with the atmosphere 
through the short glass tube. The corresponding space in the gas bottle communicates through 
a three-way stopcock, with (1) the pneumothorax needle, and/or (2) the water manometer. 


According to the position of the indicator on the cock handle, the following connections 
are possible :— 
(1) Pneumothorax needle to manometer (gas bottle shut off). 
(2) Gas bottle to manometer (pneumothorax needle shut off). 
(3) Gas bottle to manometer and pneumothorax needle. 
(4) “ Off” position (all connections blocked). 


In position (1) the correct pressure in the pleural cavity can be ascertained. 


In position (2) the initial gas pressure in the bottle can be ascertained and, if need be, 
adjusted, 


In position (3) the flow of gas can be regulated. 


In the conduit leading from the three-way stopcock to the pneumothorax needle a cotton- 
wool filter is interposed, and 6” from the end a short glass connection. 


The filling of the gas bottle takes place through the cotton-wool filter on that bottle. For 
that purpose the gas bottle is elevated above the level of the pressure bottle, and the cock below 
the filter is opened. As the fluid escapes into the pressure bottle, air is sucked in through the 
filter. ‘The cock must be closed again before the bottle is completely empty of fluid, otherwise 
the syphon action will be interrupted. 


The apparatus is housed in a compact mahogany case 17” high by 94” wide, and 6” deep, 
provided with a carrying handle. The manometer, three-way stopcock, and one cotton-wool 
filter are fixed to the inside of the door. On the left side is a bottle rack, adjustable in height, 
which can be stowed away in a separate compartment at the top of the case when not in use. 
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1462. Artificial Pneumothorax Apparatus, Dr. Stott’s 
1462a. Cylinder, graduated 200 c.c., Stott’s 

1462b. Cylinder, plain 200 c.c. 

1462c. Manometer 

1462d. Filter glass .. 

1462e. Set of Washers 


1462f. Plastic tubing 


Dp th i Er A i i i a EOE 
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THIS new Artificial Pneumothorax Apparatus is designed for outpatients departments with large 
attendances, where the great simplicity with which it can be operated saves much valuable time. 

The apparatus consists of two glass chambers “AA” held in clips against the ends of two beams “BB”, 
pivoted at their centres on the supporting column. The two chambers communicate with each other 
through a rubber tube “‘C” attached to their bases. Two rubber tubes “DD” connect the top of each 
chamber with the out and inlet ports marked ‘‘-+-"’ and ‘“—” respectively via the slide valve “E”. The 
air entering the chambers passes through a small removable filter chamber on the inlet port. The moving 
part of the slide valve carries a pointer, whilst on the stationery part of the valve two white lines indicate 
the “Induction” and “Off” positions. A spring loaded screw cap at the back of the valve keeps the two 
plates in apposition and, at the same time, controls the friction necessary to maintain the glass chambers 
“AA” in any position. 


The outgoing air passes through the main filter ““F’”’ held in a clip at the front of the supporting column 
A side branch at the top of the filter, provided with a small cock, leads to the manometer “‘G’’. ‘The man- 
ometer scale ‘‘H” is adjustable so that small changes in the fluid levels in the ‘““U” tube can be compensated. 
A small thumb screw at the back of the zero mark holds the scale in position. At the right hand extremity 
of the upper beam is a small detachable handle which can be boiled. A sterile operator can thereby alter 
the position of the glass chambers without coming into contact with any other part of the apparatus. 


Sterilization and Filling 

The two filter chambers should be taken to pieces and boiled together with the rubber tubing. The 
two glass chambers can be treated in a similar manner; or they can be sterilized with some suitable antiseptic. 
If boiling is decided upon they must be taken to pieces by unscrewing the outlet nozzle at the top. All 
parts, and especially the interior of the rubber tubes, must be thoroughly dried after sterilization. Care 
must be taken to replace the rubber washers in their respective positions when reassembling. After 
assembly has been completed, the graduated chamber must be filled with 200 c.c. of water to which a 
small quantity of phenol or some other harmless antiseptic has been added. This is best accomplished by 
detaching the water tube ‘“C” from the plain chamber and moving the graduated chamber into the lowest 
position. 


By means of a small funnel inserted into the end of the tube, the fluid can then be poured into the 
chamber until the 200 c.c. mark is reached. The “U” tube should be filled with the same fluid to which 
can be added a suitable aniline dye. 


The action of the apparatus is very similar to that of an Air Pump. The filtered air contained in the 
lower chamber is forced out by gravity, whilst at the same time atmospheric air is sucked in through the 
small filter on the negative port into the uppermos: chamber. Care must be exercised to connect the 
main filter ‘‘F” to the positive port when the apparatus is used for Induction, Refills or Air Replacement. 


{nduction 


When inducing a pneumothorax the pointer must be in the appropriate “Induction” position and the 
fluid in both chambers level, corresponding to zero pressure in the system. When the needle enters the 
pleural cavity the manometer will indicate a negative pressure and the fluid level in the graduated chamber 
will rise until the opposite chamber is empty. At this stage the right hand chamber must be lowered 
gently until communication with the outlet “+"' port is established, when the fluid contained in the 
graduated chamber will flow back and expel the air under slightly positive pressure. 


Refills 


When giving refills the chambers should be in the “‘Off”’ position and the small manometer cock 
open. As soon as fluctuations in the manometer indicate that the needle is in the pleural cavity, one of the 
chambers can be lowered. 

The air above the fluid in the lower chamber will then be forced through the main filter “F’’ into 
the pleural cavity. The scale on the graduated chamber indicates the volume of air displaced. By reversing 
the position of the chambers, the process is repeated as many times as required until the desired intra- 
pleural pressure is reached. Before reading the final pressure, the chambers should be back in the “Off” 
position. 
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953. 


954. 
954a. 


954b. 


955. 
955a. 


956. 


957. 
957a. 


958. 
959. 


Pneumothorax Induction ‘Trocar, Dr. 


James Maxwell’s, with 
stilette, stopcock and stuffing box 


oS 


rata 


Pneumothorax Needle, Saugmann’s, with stilette and stopcock 


es ” ” ” 
and 1 lateral eye 


Pneumothorax Needle, Saugmann’s, 23” long with stilette and stopcock 


” 


Pneumothorax Induction Trocar, Kuss’, with stilette and stopcock 


Pneumothorax Needle, Kiiss’, with stilette, stopcock and stuffing box 


Pneumothorax Refill Needle, Brompton Hospital pattern, 2” long 
Ditto, 3” long 


Pneumothorax Induction Trocar, Chandler’s, with stilette 


Pneumothorax Refill Trocar, Chandler’s, with stilette 


THE GENITO URINARY MFG. CO., LTD. 


960. 


960a. 


960b. 
960c. 
960d. 


961. 


962. 


963. 


964. 


Z3 


Pneumothorax Refill Trocar, Dr. Morland’s, outside diameter, 
1 mm., with stilette 

Ditto, outside diameter 0.9 mm. 
(See “The Lancet” 3rd August, 1935, page 253. ) 

Pneumothorax Refill 'Trocar, Dr. Morland’s, 1mm, x72"... 

Ditto, 1 mm. x 3” 

Ditto, 1 mm. x 33” 


FUL L a 


Pneumothorax Refill Trocar, Dr. ae, s, With stilette and stop- 
cock ‘ - sis i 25 


<—<>- —— — ee 
~*~ 
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Pneumothorax Induction Trocar, Riviere’s, with stilette, stopcock 
and depth gauge mv 


—_— 


=n 


Pneumothorax Needle, Dr. Heaf’s, with stilette, steEsaeh and depth 
(See “ Lancet,” 17th May, 1930, page 1074). 

ims 

— =i) 


X 


Pneumothorax Needle, Morriston Davies’, with stilette and stop- 
cock 
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1464. Pneumoperitoneum Needle, Dr. J. Smart’s 


1465. ‘Tension Pneumothorax Needle and Soft Rubber Fixation Shield, 
Dr. A. Morland’s ss 526 7 “cs ea 5% i 


1465a. Tension Pneumothorax Needle and Soft Rubber Fixation Shield, 
Dr. A. Morland’s, Child’s Size Sa eo - on 


1466. — Penicillin Trocar, Leigh Collis’s . . 
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1467. 


1467a. 


1467b. 


1513. 


1514. 
1515. 


1515a. 


Pneumothorax Needle with ground stilette, Brompton Hospital pattern 
13” 
“4 


Needle Sterilizing Box, Peppard Chest Hospital pattern, 6” x 3” x 2}’” 


Needle Sterilizing Box, London Chest Hospital pattern, racked for 12 
Morland’s Needles 


Ditto, racked for 24 Morland’s Needles . . 
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Single Puncture Thoracoscope 
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965. Direct Vision Thoracoscope, single puncture, Dr. Chandler’s, 
consisting of : 
1 Trocar and Cannula, oval 
1 Lamp Holder with two spare lamps 
1 Direct Vision Telescope (wide angle objective) 
1 Endo-Galvano Cautery, straight 
1 Endo-Galvano Cautery, hooked 
] Diathermy Electrode 
2 Cables for above 
1 Blunt Dissector 
2 Local Anesthetic Needles 10” long, with bayonet catch, record mount 
1 5c.c. Syringe 
1 Switch and Cord = eA 
1 Maurer Hook with forcep handle 
1 Saugmann’s Needle, with long stilette 
1 Wool Carrier 
1 Cross-action Clip for holding instruments together 


The above instruments complete in polished mahogany case 
(For particulars of Diathermy and Cautery Apparatus see pages 95, 96, 97 and 103). 
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966. Composite Thoracoscope for single and double puncture, Dr. Chandler’s 
as Fig. No. 965 plus additional instruments for double puncture : 


1 Trocar and Cannula, round 6 mm. 
1 Extra Cannula 


1 Right Angle Telescope, Roberts-Sarot high magnification type, 
with cable and 2 spare lamps 


2 Endo-Galvano Cauteries 


1 Chandler’s Needle, 10” long, for anesthesia of the pleura, 
with three spare needles 


1 Faucet 


Single and Double Puncture instruments complete in polished 
mahogany case .. 
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Composite Thoracoscope for single and double puncture, 
Dr. Chandler’s (continued)— 
The separate parts are as follows :— 
Single puncture instrunemts :— 


967. Cannula with Trocar (oval) . . 

968. Lamp Holder with switch and cable and 2 spare lamps .. 

969. Switch and Cable for above .. 

970. Extra Lamps for above 

971. Direct vision Telescope (wide angle objective) 

972. Endo-Galvano Cautery, straight 

973. » B hooked 

974. Diathermy Ball Electrode 

SD. Cable for above 8 ene sti 

976. Local Anesthetic Needle 10” eos with bayonet catch, record 
mount ” ich - es sis ” 

977. 5 c.c. Syringe, with pin fitting for above .. 

978. Maurer Hook, with forcep handle. . 

979. Saugmann’s Needle, with long stilette 

980. Cleaning Rod .. 

981. Biopsy Forceps, stainless steel (these are not included in the 


standard set) 


982. Cross-action Clip for holding instrument together 


Additional instruments for double puncture: 


983. Trocar and Cannula (round 6 mm.) 

984. Extra Cannula 

985. Right angle Telescope, with 2 spare lamps 

993. Foroblique Telescope, with 2 spare lamps 

986. Extra lamps for above 

987. Endo-Galvano Cautery, straight 

975. Cable for above i - - 

988. Chandler’s Needle, 10” long, for anesthesia of the ce with 
3 spare needles ; si ‘i is ' 

989. Faucet 

995. Cleaning Rod 

999. Perforated Metal pen IRI Box, for iad single and double 


punctu re set 


fi ete i i AB ti A i a EO 
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1 Direct Vision Thoracoscope, Single Puncture, Sellors’, consisting of : 


1 Direct Vision Telescope, with slotted 
eyeshield 

1 Lamp Carrier and Slide for Telescope 
and instruments, with two spare 
lamps 

1 Trocar and Cannula, oval 

1 Endo-Galvano Cautery, straight 

1 Endo-Galvano Cautery, hooked 

1 Diathermy Electrode 

2 Cables for above 

1 Local Anesthetic Needle, 114” long, 
with three spare needles 


1 Saugmann’s Needle, with long stilette 

1 Switch and Cords 

15 c.c. Syringe 

1 Diathermy Forcep 

1 Wool Carrier 

1 Suction Tube 

1 Blunt Dissector 

1 Small Trocar and Cannula, round, 
for use with direct vision Tele- 
scope or Cauteries 

1 Perforated metal sterilising box, with 
clips, to hold above instruments 


The above Thoracoscope complete in perforated metal sterilising 


case 


990a. 


Extra lamps for above 


(For particulars of Diathermy and Cautery Apparatus see pages 95, 96, 97 and 103) 
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O02. Double Puncture Thoracoscope, as used at Brompton Hospital, 
London, consisting of : 


1 Foroblique Telescope, with two spare lamps and cable (Roberts- 
Sarot high magnification type) 


1 Right-angle Telescope, with two spare lamps, and cable 
(Roberts-Sarot high magnification type) 


1 Trocar and Cannula 

1 extra Cannula 

2 Endo-Galvano Cauteries 
1 Articulated Cautery 

2 Cables for above 


1 Chandler’s Needle, 10” long, for anzsthesia of the pleura, 
with three spare needles 


1 x 5 c.c. Syringe for above, with pin fitting 
1 Cleaning Rod 

1 Saugmann’s Needle with long stilette 

1 Faucet 

1 Roberts’ Hook 

2 Blunt Dissectors 

1 Suction Tube, with valve, Roberts’ 


1 Perforated metal sterilising box, with clips, to hold above 
instruments 


992a. Extra lamps for above... ine ay a a - = 
(For particulars of Diathermy and Cautery Apparatus see pages 95, 96, 97 and 103) 
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1002. 


499. 


Insulated Diathermy Forceps, Dr. Heaf’s, for use with Thoracoscopes 
Nos. 966 & 992 .. 


Cable for above ‘ 
(These Forceps are sippliel itl an aint to aaabit dhe to Be 
used with the Thoracoscope Cautery Cable, and where the 
latter is available Cable No. 499 is not required.) 


Articulated Endo-Galvano Cautery, Price ‘Thomas’ 

Articulated Endo-Galvano Cautery Hook, R. J. C. Maxwell’s, left 
Ditto, right 

Cable for above 


Full Size 


Curved on flat (A) 

Curved on edge (B) 
Angled on edge, large (C) 
Angled on edge, small (D) 
Cable for above 


a ip i i eS ee I ee pe ine 
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996. Thoracoscopy Adhesion Hook, J. E. H. Roberts’, stainless steel, 
with sand-blasted handle 


pleura 


1009.  Coagulating Electrode (Hemostat), Dr. Chandler’s 


975. | Cable for above (Standard Thoracoscope cautery cable) 


998. Suction Tube, J. E. H. Roberts’, with detachable spring valve for 
cleaning purposes, for use with thoracoscope cannula 


1010. = Articulated Probe, Dr. G. Maurer’s, for use through thoracoscope 


cannula .. 


1010a. Ditto, illuminated, with cable and 2 spare lamps 


Thoracoscopy Instruments on pages 31 and 32 have shafts 6 mm. 
in diameter and can only be used with double puncture thoraco- 


scope No. 992. 
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Empyema Drainage, etc. 


599, 


599a. 


599b. 


1012. 


Empyema Trocar and Cannula, Nelson’s, large. . 
Ditto, medium 


Ditto, small 


Trocar, Hamilton Bailey’s, for establishing intercostal drainage 


(Vide “A simple method of establishing intercostal drainage,” by 
A. L. d’Abreu, “ Lancet,” December 11th, 1938, page 1371.) 
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1013. Trocar and Cannula with aes and aun box for closed eee 
of the Chest, J. T. Morrison’s . 


(Vide “ British Medical ioniena is 25th genteiten 1937, page 
624.) 


600. Self-retaining Catheters, Malecot’s, Moulded India Rubber, 
best quality, straight, sizes 20 to 30 Charriere, for intercostal 


drainage 
——— x 
CS —_ 
/ 
601. Catheter Introducer, for above .. 


602. Indwelling Catheters, ‘‘Eynard’’ Moulded India Rubber, best 
quality, with adjustable Flange, for Empyema Drainage = 


1014. Graduated Empyema Tube, Stuart’s, “ kickin ”” sizes 26, 28, 30 
and 32 Charriere 


1015. §Empyema aaa Tube, with a oe cross head, Allison’s, 38 
Charriere ‘ 
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604. Empyema Drainage Tube, Tudor Edwards’, with adjustable 
Flange, sizes 42, 45, 48 and 51 Charriere gauge “ He 


| = GENITO MFG. CO. 


. eee see cc” 
1016. |§ Empyema Drainage Tube, Sellors’, sizes 42, 51 and 60 Charriere 
(Vide “ The Lancet,” 3rd October, 1936, page 796.) 


1017. | Empyema Drainage Tube, Brompton Hospital pattern 


L cc 2 rt ; O 
6 
1018. Barium Tubing, Opaque to X-Rays, six sizes : 
No. 1— No. 2— No. 3— 


No. 4— No. 5— No. 6— 
1019. Rubber Covered Lead Wire .. 


605. Empyema Drainage Bottle, ‘Tudor 
Edwards’, with rubber bung, glass 
pieces, and rubber tubing, with 


(Vide “The Lancet,” 21st Nov, 
1931, page 1,126.) 
605a. Spare I:mpyema Drainage Bottle . . 
605b. I.R. Bung 
605c. Long Glass Angle .. 
605d. Short Glass Angle . 
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1020. 


Suction Drainage Apparatus, J. E. H. Roberts’ for drainage of em- 
pyema, complete ne 


This apparatus, designed for continuous drainage over long periods, 
consists of a small noiseless pump, a suction bottle with vacuum 
gauge and adjustable valve. Both pump and bottle are mounted 
on a metal base fitted with a chromium-plated carrying handle. 


The pump will work, on alternating current only, continuously for 
weeks and needs no attention beyond an occasional drop of oil in 
the bearings. 


The required vacuum in the bottle can be pre-selected, and main- 
tained at the desired value by means of a sensitive control, safety 
valve and a precision vacuum gauge graduated in centimetres of 
mercury from 0 to 20 cm. 


Please state voltage and frequency of supply when ordering. 


This pump consumes only 32 Watts and can be connected to any 
lamp socket. 


Ditto, fitted with Valve to prevent overflow of bottle into pump. 


Spare flask. 
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1516. Suction Drainage Apparatus, J. E. H. Roberts’ twin piston type, for 
drainage of empyema complete 


‘This apparatus, designed for continuous drainage over long periods, 
consists of a small noiseless pump, a suction bottle with vacuum 
gauge and adjustable valve. Both pump and bottle are mounted on 
a cream enamelled hardwood base fitted with a chromium-plated 
carrying handle. 


The pump will work, on alternating current only, continuously for 
weeks, and needs no attention beyond an occasional drop of oil in 
the bearings. 

The required vacuum in the bottle can be pre-selected, and main- 
tained at the desired value by means of a sensitive control, safety 
valve and a precision vacuum gauge graduated in centimetres of 
mercury from 0 to 20 cms. 

Please state voltage and frequency of supply when ordering. 

This pump consumes only 32 Watts and can be connected to any lamp 
socket. 


1516a. Ditto, fitted with Valve to prevent overflow of bottle into pump. 


1020b. Spare Flask 
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1469. 


1469a. 


1020b. 


Suction Drainage Apparatus for the drainage of Lung Cavities by 
the Monaldi technique .. Be a 7 ; a 


The apparatus consists of : 


An oil immersed silent pump of adequate capacity, and designed for 
continuous performance. 


A Precision Vacuum Gauge with 3-inch dial, graduated in cms. of 
water from 0 to 110 cms. 


A sensitive automatic Vacuum Control Valve. 


Keynes’ Flask, 1,000 c.c., with rubber bung and tubing attachment, 
and 4 ft. of rubber tubing. 


The pump is designed to work on alternating current only. 
(Please state voltage and frequency when ordering). 


Ditto, fitted with Valve to prevent overflow of bottle into pump. 


Spare Flask. 


Re I i tee I i he a i BB i rr ES Be 


THE GENITO URINARY MFG. CO., LTD. 


1517. Oveflow Valve suitable for Roberts’ or Monaldi Suction Apparatus .. 
This is easily fitted to existing apparatus to prevent overflow of bottle 
into pump. 


1021. | Empyema Drainage Bottle, J. E. H. Roberts’, fitted with Vacuum 
Gauge 0-20 cm. Hg. and automatic control valve 


1020b. Spare Flask 
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1470. 


1471. 


1472. 


1473. 


1474. 


1475. 


1476. 


1477. 


1478. 


Bottari-Babolini Trocar and Cannula, as modified by R. J. C. Maxwell, 
with olive ended stilette for drainage of lung cavities 


Drainage tubes, 20” long, open end, Barium tubing, opaque to X-rays 


Drainage tubes, 20” long, closed end and lateral eye, Barium tubing, 
opaque to X-rays - 


Glass connections . . 


Soft Rubber Shields to hold catheters .. 


Exploring needle, R. J. C. Maxwell’s 


Cavernoscope, right oul periscopic view, with 2 spare lamps, and 
cable, in case . sn si ae a : 


Cavernoscope, foroblique, with 2 spare lamps and cable, in case 


Set of 2 Cavernoscopes, as above, each with 2 spare lamps, but with 
only 1 cable for the two, and in one case “s ws 
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Phrenicectomy Instruments 
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547. Phrenic Retractors, Nelson’s, illuminated. ‘The set of 2, stainless 
steel, with 2 spare lamps, and boilable cable .. 
(The above instruments, lamps and cable can all be sterilized by 


boiling). 

547a. Extra Lamps on stem for above .. 

548. Phrenic Retractors, Nelson’s, without lighting attachment, stainless 
steel a : 


1022. Phrenic Retractors, Brock’s, illuminated. The set of 2, stainless steel, 
with 2 spare lamps, and boilable cable 


1022a. [Extra lamps for above 


549. Phrenic Retractors, J. E. H. Roberts’, stainless steel .. 


Phrenic Retractor, Tudor Edwards’, stainless steel 
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85. 


551. Phrenic Nerve Hook, Nelson’s, stainless steel 

552. Phrenic Nerve Hook, J. E. H. Roberts’, stainless steel 
coi ae 

553. Phrenic Evulsion Forceps, J. E. H. Roberts’, stainless steel . 
The backs of the jaws are serrated to prevent the nerve from 
slipping off. 
mn —————— 

554. 


Phrenic Evulsion Forceps, Price Thomas’s, stainless steel 


The backs of the jaws are serrated to prevent the nerve from 


slipping off. 


Universal Dry Cell Battery, 8 volts 
G.U. design, with dustproof 
circular Rheostat and special 
spring clip terminals .. 


1518. Light Transformer, Earth- 
free, Q-15v., A.C. only, 


with special spring me 
terminals 


mn v 
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1023. Probe Dissector, Watson Cheyne’s, stainless steel, 5” 
1023a. Ditto, 7” 


1024. Dissecting Scissors, Mayo’s stainless steel, curved on flat 54” 
§ ’ y: ) g 


1024a. Dissecting Scissors, Mayo’s, stainless steel, straight, 53” —.. 
These scissors have fine blunt-ended blades suitable for phrenic- 
ectomy operation. 
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Extra Pleural Pneumothorax 
Operation 


1025. Illuminated Pleural Stripper, Tudor Edwards’, with Cable, 2 lamp 
stems, and 4 lamps Ke a 


1025a. Extra lamps for above 


1026. Forceps, Overholt’s, for blunt dissection in Extra Pleural Pneumo- 
thorax Operation 


eee Mes. Ce. taro 
CENT iy 
iO 


1027. Illuminated Pleural Retractor, Overholt’s, with cable and 2 spare 
lamps, right ve i “ re 

1028. Ditto, left .. 

1028a._ Extra lamps for above 


ee 4\ 
TE 4 
—S== ——_=— -! ‘ 


1029. = Extra Pleural Pneumothorax Needle, Dr. Houghton’s, stainless steel, 
[+5 tim; dias 6*5 em: i 4 st si - 


1029a._ Ditto, 2 mm. dia. x 6:5 cm. 


1030. Powder Insufflator, Tudor Edwards’ 
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1519. = Powder Insufflator, R.A.F. pattern, with Bellows 
1519a_ = Spare bellows 


FULL Site 


1031. 


1032. Self Retaining Retractor, stainless steel, Brock’s 
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1033. Illuminated Pleural Stripper, Brock’s, with 2 lamp stems, 4 eae 
and battery in handle .. es ; sie ‘8 e 

1033a. Extra Lamps for above .. 

1033b. Extra Batteries (E.R. 1915) 


1034. Double-ended Extra Pleural Dissector, J. E. H. Roberts’, stainless 
steel, with sand-blasted handle : ia 
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INSTRUMENTS FOR THORACOTOMY, THORACOPLASTY & LOBECTOMY 
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555.  Rugine (Rib stripper), Nelson’s, stainless steel, with sand-blasted 
handle - - tn a Ks si 


1479. _Rugine (Rib stripper), Nelson’s, child’s size, stainless steel, with 
sand-blasted handle sit a ox =i se 


556. | Combined Periosteal Elevator and Rugine, Alexander’s, stainless 
steel on nickel-plated handle .. i ; 


557a. Rib Raspatory, Doyen’s, adult size, left, stainless steel, with sand- 
blasted handle ¥ 6 + es ade os .. a 

557b. =‘ Ditto, adult size, right 

557¢c. Ditto, child size, left 

557d. Ditto, child size, right 


i, ——————— 
— —— 


1035. Rib Raspatory, Sellors’ stainless steel, with loaded handle, sand- 
blasted, right i ie oe ‘6 i she 
1035a. Ditto, left . 


1036.  Rugine (Rib stripper), Roberts-Nelson’s, stainless steel, with sand- 
blasted handle = - ss = - - 


558. Rugine (Rib stripper), Tudor Edwards’, stainless, steel, with sand- 
blasted handle 5 ss = si 7 = sis 
1520. _ Rugine (Rib stripper), Sellor’s, child size, 6 mm. wide 
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559. Rugine (Rib stripper), Price Thomas’s, stainless steel, with sand- 
blasted handle - ; 
1137, 


560. First Rib Raspatory, J. E. H. Roberts’, stainless steel, with sand- 
blasted handle re ae ais én 


561. First Rib eevee Nelson’s, stainless steel, with sand-blasted 
handle - ‘ 


562. ‘First Rib Raspatory, Tudor Edwards’, stainless steel, with sand- 
blasted handle = + “i “i 


563a. First Rib Raspatory, Morriston Davies’, left, stainless steel, with 
sand-blasted handle Site 2 si ss x5 
563b. Ditto, right 


564. First Rib Raspatory, Bull’s, stainless steel, with sand-blasted handle 
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565. First Rib Raspatory, Price Thomas’s, stainless steel, with sand- 
blasted handle ss ‘3 63 ‘i - - - 


566. Rib Raspatory, Bethune’s, stainless steel, with sand-blasted handle 


567a. Rib Raspatory, Sauerbruch’s, long model, stainless steel, with sand- 
blasted handle 6 


567b. Ditto, short model 


568. First Rib Hook, Price Thomas’s, left, stainless steel, with sand- 
blasted handle ds a is , 
568a. Ditto, right 


1037. First Rib Hook, Tudor Edwards’, stainless steel, with sand blasted 
handle 


1038. — Ditto, right 


1039. Rib Hook, 0’ Brien’s, left, ilies steel, w ith sand-blasted handle 
1040. — Ditto, right 


1041. Rib Raspatory, Morriston Davies’, stainless steel, with sand-blasted 
handle ft ~ 7 5 ~ - 


1521. Rib Raspatory, Morriston Davies’, angled, stainlss steel, with sand- 
blasted handle a ve as sé ss Sc 
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1042. Rib Raspatory, Sellors’, for rib edges, stainless steel, with sand- 
blasted handle 


eeniTO MFO. CO.LTO. 
ates ess VS AURSON WARM Sisk 


579. Costotome, Tudor Edwards’ stainless steel, with sand-blasted handles 


S77. Rib Shears, Giertz’s, stainless steel (Stille, Sweden) .. 
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1043. Rib Shears, Bethune-Nelson’s, stainless steel, with probe ended blades 
and sand-blasted handles . a - a si 


1044. Rib Shears, J. E. H. Roberts’, stainless steel, with angular probe- 
ended blades and sand-blasted handles a a = 


575; Rib Shears, ‘Tudor Edwards’, stainless steel, for posterior ends 
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578. Rib Shears, Price Thomas’s, stainless steel, with sand-blasted 


handles 
YW 
/ If 3 
f ) ~ 
jf 4] ot Te 
XK >. mu 


580. Rib Shears, Tudor Edwards’, stainless steel, with sand-blasted 
handles, for anterior end of first and second ribs ass 


1045. Rib Shears, J. E. H. Roberts’, stainless steel, with probe ended 
blades and sand-blasted handles, for anterior end of first and 
second ribs 58 aps - 


1046. Rib Shears, Brunner’s curved, stainless steel .. 
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1480. Rib Shears, double action, stainless steel 


1481. Costotome, Sellors’, for children 


1047. Rongeur Forceps, Sauerbruch’s, with round cutting jaws, stainless 
steel as 


1047a. Ditto, with square cutting jaws .. 


1048. Rongeur Forceps, Sellors’, for posterior ends and transverse process, 
stainless steel : 
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1482. Rib Spreader, Tudor Edwards’, stainless steel, sand-blasted finish, 
with 3 sets of interchangeable blades 1”, 2”, 3” long and 1 key 


1483. Double Rib Spreader, Tudor Edwards, stainless steel, sand-blasted 
finish, consisting of 2 single spreaders adjustable on connecting bar, 
6 sets of interchangeable blades 1”, 2”, 3” long and 2 keys . . 
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1522. Thoracotomy Retractor, Finochietto’s, stainless steel, sand-blasted 


finish 


1523. As above, with curved arms and adjustable scapula blade, stainless 


steel, sand-blasted finish 


1524. Thoracotomy Retractor, T. Holmes Sellors’, stainless Steel, sand- 
blasted finish, complete with detachable key and 3 pairs of blades 
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1522a. Rib eee R. Edwards’ modification of Finochietto, sand-blasted 
stainless steel , ‘ ; ; 


NOGNO AUWNIHN OLINGD 


1484. Thoracotomy Retractor, Price Thomas’s, stainless steel, sand- 
blasted finish, complete with detachable aie and 3 pairs of blades, 
short, medium and long 


587. Lung Tourniquet, Roberts-Nelson pattern, chrome plated finish 
(See ‘‘ British Journal of Surgery,” Oct., 1933, page 277) 
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1485. Bronchus Clamps, R. C. Brock’s, right and left 


1486.  Bronchus Clamps, V. C. Thompson’s, right and left .. 


1526. Bronchus Clamps, N. R. Barrett’s, 5.S., Set of three .. 


ee 
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1487. Bronchus Clamps, Price-Thomas, 8.S., set of three 


= 


1488. Double-ended Bronchus Dissector, S.S., Price-Thomas 


1489. Bronchus Dissecting Forceps, 5.5., Price Thomas 


1490. Bronchus Blocker, 1527. Bronchus Blocker, 
V. C. Thompson’s I. V. Magill’s 
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1491. | Pneumonectomy Forceps, Semb’s, full curve .. 
1491la. Ditto, child’s size .. ee Sin 


1492. Pneumonectomy Forceps, Semb’s half curve 


1051. Lobectomy Clamp, Sellors’ Romanis’, curved, stainless steel, heavy 
pattern 6 
105la. Ditto, child size 
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592. Rib Approximator, J. E. H. Roberts’, stainless steel, with sand- 
blasted handles .. “ a a - = a“ 
(See ‘‘ British Journal of Surgery,” Oct., 1933, page 277). 


592a. Rib Approximator, R. C. Brock’s, stainless steel, with sand-blasted 
handles ; ae 5 a ‘vs re 58 53 


1052. Combined Rib Approximator and Rib Spreader, Sellors’, stainless 
steel i - is a ii = se re i 


1493. Rib Approximator, Crafoord’s 


583. Scapula Retractor, Tudor Edwards’, stainless steel, with sand- 
blasted handle as ? 
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1053. Pectoral Retractor, J. E. H. Roberts’, stainless steel with sand- 
blasted handle 


584. Erector Spine Retractor, Brompton Hospital pattern, stainless steel, 
with sand-blasted handle 


1054. Erector Spine Retractor, Brock’s, stainless steel, with sand-blasted 
handle 
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1494. _—_ Lung Retractor, P. R. Allison’s, stainless steel wire blade with hook 
handle wi 


1494a. Ditto, child’s size .. 
1494b. Ditto, Infant size .. 


1528. Rib Drill, R. C. Brock’s 
1528a. Spare drill for above 


sand-blasted handle, 1" wide .. 
1056a. Ditto, 1)” wide 


1056. Double Hook Retractor, Guy’s Hospital baie stainless steel, with 


1529, Ligature Pusher, Faweett’s, stainless steel 


SSF SSS SSS SSS SSS SSS SST SOTTO OOOO 


THE GENITO URINARY MFG. CO., LTD. 


Instruments for Thoracoplasty 


By Dr. C. SEMB. 


1057. Rib Shear, curved for anterior ends, stainless steel 


1058. Gouging Forceps, for transverse process, stainless steel 


1059. Rib Holding Forceps, stainless steel 


1060. Erector Spine Retractor, small, stainless steel, with sand-blasted 
handle 
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1061. Erector Spine Retractor, large, stainless steel, with sand-blasted 
handle a os - 


1062. —_ Rib Raspatory with short shaft, stainless steel .. 


1063. Rib Raspatory with long shaft, stainless steel .. 


1064. Rib Raspatory for rib edge, short shaft, stainless steel . . 


1064a. Rib Raspatory for rib edge, long shaft, stainless steel . . 


1066. Rib Raspatory for edge of first rib, stainless steel 


1067. Rib Raspatory for back of first rib, stainless steel 


1068. Rib Raspatory, oval, stainless steel 


1069. = Rib Chisel for disarticulation of the costo-vertebral joint, stainless 
steel 
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585. Sternum Chisel, Lebsche’s, stainless steel 


586a. Mallet, boxwood, plain, } Ib. 


1070. Sternum Cutter, Lebsche’s, stainless steel 
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1495. 


FULL SIZE 


589. Lung Dissecting Forceps, Nelson’s, 9”, stainless steel 
(See “‘ British Journal of Surgery,” Oct., 1933, page 277.) 


590. Lobectomy Scissors, Nelson’s, 9”, stainless steel 


(See “ British Journal of Surgery,” Oct., 1933, page 277). 
590a. Ditto, straight 


590b. Ditto, curved, 7”, stainless steel .. 


1530. Scissors, Crafoord’s, 12”, stainless steel, curved, Stille 


1530a. Ditto, straight 
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1071. Lobectomy (Hilum) Scissors, Tudor Edwards’, full curve, heavy 
model, stainless steel 


593. Ligature Needles, Nelson’s, stainless steel. Set of 3 different shapes 


1072. = Malleable Lamp, Nelson’s complete with cable and 2 spare lamps .. 


1072a._ Extra Lamps for above 


581a. Lung Forceps, Duval’s, blades 1” wide, stainless steel 
58lb. Ditto, blades }” wide 
581¢c. Ditto, blades }” wide 


591. Artery Forceps, J. E. H. Roberts’, curved, 9” stainless steel .. 
(See British Journal of Surgery,” Oct., 1933, page 277.) 
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FULL SIZE JAWS 


1073. Artery Forceps, ‘Tudor Edwards’, curved, 9”, stainless steel 


FULL SIZE JAWS 


—_-_. 


1074. Artery Forceps, O’Shaughnessy’s, curved, 8”, stainless steel . . 
1074a. Ditto, 9” 


1531. Cholecystectomy Forceps, 9", Moynihans, stainless steel 
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Pulmonary Embolectomy Instruments 
Va TRENDELENBURG OPERATION 


609. Special Probe for rubber tubing, as modified by Prof. Nystrom 


610. | Special Thumb Forceps for stretching incision, ‘Trendelenburgs 


611. palesarntey Ee Rocce: as modified by Prof. Nystrom 


cx 
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612. 


613. Set of 3 Suction Tubes of glass with a branch pipe with tube squeezers 
Trendlenburg’s .. 5 i a3 5 ri aH 
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Instruments for Cardiac and Vascular Surgery 


1532. Pulmonary Artery Clamps, A. Blalock’s, right-angle, small, stainless 
steel <i is = ac at a si wi si 


1532a. Ditto, medium 
1532b. Ditto, large 


1533. | Pulmonary Artery Clamps, ‘T. Holmes-Sellors’ modification of 
Blalock’s, Foreoblique, small, stainless steel . . 


1533a. Ditto, medium 
1533b. Ditto, large 
1534. Sleeving for above, 2 sizes, 1 yard length 


1535. Right-angle Hook, A. Blalock’s, stainless steel 
1536. Foreoblique Hook, A Blalock’s, stainless steel 


1537. Bulldog Clamps, A. Blalock’s, small, stainless steel 
1537a. Ditto, medium 

1537b. Ditto, large ; ‘> - 

1537c. Sleeving for above, 2 sizes, 1 yard length 


1538. Needle Holder, A. Blalock’s, stainless steel, 8” 
1538a. Ditto, 10” 
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1539. ‘Traction forceps, H. Bahnson’s, stainless steel . . 


iil 
\ MITT LLU ii 
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1540. 5 mm. Cardiac Sound for Pulmonary Stenosis, R. C. Brock’s 


nonin 


Sei ii)) 


1541. = Olivary Exploratory Probe for Pulmonary Stenosis, R. C. Brock’s, 
stainless steel 


eects CSA ALA UT 


Lire ii 


see 


1542. Valvulotome, set of 3, R. C. Brock’s, for Pulmonary Stenosis, stainless 
steel 


ivi ini iii iii 


Seem 


1543. Cardiac Sound, R. C. Brock’s, set of 3, sizes 7-5 mm., 10 mm., 12 mm., 
for Pulmonary Stenosis 


THE GENITO URINARY MFG. CO., LTD. 


TZ 


1544. 


1545, Cardiac Punch, R. C. Brock’s, for Infundibular Stenosis, 7-5 mm, dia. 
1545a. Ditto, 10 mm. dia. 
1545b. Ditto, 12 mm. dia. 
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1546. Mitral Knife, R. C. Brock’s, set consisting of :— 
1 Medial Blade, 1 Jateral Blade, probe ended 
1 Ring for Index Finger 
1 Ring for Little Finger 


1547. Auricular Clamps, R. C. Brock’s, set of 3 varying curves 
1547a. Sleeving for above, 1 yard length ‘i sa 


1548. Mitral Knife, V. C. Thompson’s 
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oe 


1549, Mitral Knife, Bailey’s, left 


1549a. Ditto, right 


Qi 


1550. 


1551. | Ductus Arteriosus Clamp, 8”, Pott’s, straight, stainless steel . 
1552. | Ductus Arteriosus ole Waterson’ s modification of Pott’: S child 
size, 6” a , 6 ‘ wi as 


1553. | Ductus Arteriosus Clamp, 8”, Pott’s, angled, stainless steel . 
1554. = Ductus Arteriosus een Waterson’s modification of Pott’s, child 
sizey6" iN ; za a a ay ar rae 
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1555. | Coarctation Clamp, Pott’s, straight, stainless steel 


1556. Coarctation Clamp, Pott’s, angled, stainless steel 


ee en , 


SS =a | 


1557. Adjustable Vice, Broms, for holding Pott’s Coarctation Clamps (fig. 
1555 of 1556) as av x ie - 6 3 avs 


1558. Anastomosis Clamp, Pott’s, spoon shaped, stainless steel 
1558a. Anastomosis Clamp, Waterson’s modification of Pott’s, child size 
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1559. 


1560. 


1561. 


1564. 


1564a. 
1564b. 


Dissecting Scissors, Pott’s, angled on flat 45°, stainless steel 


Dissecting Scissors, Potts’ angled on edge 45°, stainless steel 


O 
ee 


Dissecting Scissors, Pott’s angled on edge 25’, stainless steel 


Aorta Clamp, Price Thomas modification of Potts-Smith, small, 
2” dia. 

Ditto, medium, 1” dia. 

Ditto, large, 1}” dia. 
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1563. Aorta Clamp, Potts-Smith, small, stainless steel 
1563a. Ditto, medium 
1563b. Ditto, large 


1565. Needle Holder, T. Holmes Sellors’, for fine Atraumatic Needles, 
stainless steel, 8” A * in 6 . 


1565a. Ditto, 9” 
1565b. Ditto, 10” .. 


1566. Aorta Clamp, C. S. Beck’s, stainless steel 


NS 
1567. Aorta Clamp, R. C. Brock’s, with 4 cm. blade .. 


1567a. Ditto, 5 cm. blade 
1567b. Ditto, 6 cm. blade 


1568. Cardiac Snare, Rumel’s 
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1569. 


1570. 
1571. 


1572. 


1572a. 


1573. 


1573a. 
1573b. 


Portal Anastomosis Clamps, D. M. Barlow’s, Foreoblique, stainless 
steel - ; ; o 

Ditto, Right- angle 

Sleeving for above, 1 yard length 


Bulldog Clamp, D. M. Barlow’s, extra long blades 
Sleeving for above, 1 yard length 


Bulldog Clamps, Pott’s, straight, stainless steel 
Ditto, half curved .. - - i 
Ditto, full curved .. 
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1574. Pulmonary or Aortic Valvulotome, T. H. Sellors 


1575. | Pulmonary or Aortic Dilator, T. H. Sellors 


1613. Combined Dilator and Valvulotome (The front links of dilator are 
sharp to act as a valvulotome) J. ‘T, Chesterman’s 


1576. Two Bladed Aortic Dilator, R. C. Brock’s 
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1577. Three Bladed Aortic Dilator, R. C. Brock’s 


1578. — Valvulatome, adjustable, Potts-Riker 


1579. Dilator, adjustable, Potts-Riker .. 


1580. Aortic Dilator, three bladed with guide wire, G.U. modification of 


Bailey’s 
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1496. Coarctation Aorta Clamp, Crafoord’s 
1496a. Sleeving for above, 1 yard length 


1497. Coarctation Clamp, Crafoord’s, full curve 


1498. §_ Coarctation Clamp, Crafoord’s, medium curve 


1499. Coarctation Clamp, Crafoord’s, angled .. 


THE GENITO URINARY MFG. CO., LTD. 


82 


General Operation Instruments 


FULL SIZE 


1075. | Bonney’s Needle Holder, stainless steel, long model, as used by 
Tudor Edwards, with 1 blunt and 3 sharp stainless steel needles, 
complete in nickel-plated case a a dis 


1075a. Extra needle, fully-curved, stainless steel 
1075b. Ditto, half-curved .. : 
1075c. Ditto, fully-curved, blunt 


1076. Needle ‘Holder, Tudor Edwards’, stainless steel, 9” io for URE 
the stump in Lobectomy a 


1581. Needle Holder, Price Thomas 8” as used at Brompton EADIE with 
diamond hard grooved jaws is ds i a6 


158la. Ditto, 10” 
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1077. 
1078. 
1078a. 
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Needle Holder, Mathieu’s, stainless steel, 62” long 
Ditto, 8” long 
Ditto, 10” long 


1079. 
1080. 


1081. 


1082. 


1083. 
1084. 
1085. 


Needle Holder, Mayo’s, stainless steel, 7” long .. 
Ditto, 9” long 


Needle Holder, Halstead’s, stainless steel 


Forceps, for alee aa wound ee Brock’s, with gallery for 
sutures, stainless steel . ; ¥ via F sia 


Forceps, for insertion of Michel’s clips . . 
Forceps for removing Michel’s sutures, stainless steel . . 


Michel’s Sutures 
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1086. 


1087. 
1088. 
1089. 
1090. 
1091. 


1582. 


1582a. 
1582b. 
1582c. 


1092. 
1093. 
1094. 


FULL Size 


———  O. 


reel 


Artery awe i aaa Wells’, screw joint, stainless steel, 5” 
Ditto, 6” ; 

Ditto, 7” 

Ditto, 8" 

Ditto, 9” 


—e 
© 


Sinus Forceps, Lister’s, screw joint, stainless steel, 5” 
Ditto, 6” ss ; 

Ditto, 7” 

Ditto, 8” 


Artery forceps, Kocher’s, stainless steel, 5” 
Ditto, 6" Be 
Ditto, 7” 
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1095.  Ligature Egg, nickel-plated 


1096. ‘Towel Holding Forceps, Tudor Edwards’, 54” long with oblique 


joint, stainless steel 


1097. Towel Holding Forceps, Moynihan’s, single tooth, stainless steel, 6” 


S CENITO MES.C2.LE. = 


1098. Towel Clips, Isom’s, stainless steel 
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1099. 


ACTUAL SIZE 


1100. Towel Holding Forceps, cross-action, stainless steel .. 


1101. Tissue Forceps, Lane’s, 73”, box joint, stainless steel 


1102. Tissue Forceps, Lane’s, 5”, screw joint, stainless steel 


1103. Sponge Holding Forceps, Rampley’s, stainless steel, 94” 


1104. Dissecting Forceps, Lane’s 2 in 3 Teeth, stainless steel, 6” 
1105. = Ditto, 7” 
1106. Ditto, 8” 


THE GENITO URINARY MFG. CO., LTD. 


87 


1107. Dissecting Forceps, Bonney’s, 1 in 2 teeth, stainless steel 


Sra, sini, 


1108. Dissecting Forceps, 1 in 2 teeth, 8” long, stainless steel 


1109. Dissecting Forceps, 5”, stainless steel 
1110. = Ditto, 6” 
1111. Ditto, 8” 


a 


1583. Tissue Forceps Stille, stainless steel, 45 fine teeth, 6” 
1583a. Ditto, 8” a 

1584. Ditto, 23 fine eeathi 6”. 

1584a. Ditto, 8” 


1112. Dissecting Scissors, Mayo’s, stainless steel, straight , 6" 

1113. Ditto, 62” ed es 
1114. —_ Dissecting Scissors, Mayo’s S, Ssiheas steel, cia on flat, 6" 
1115. = Ditto, 62” 


1585. Scoop, Volkmann’s, stainless steel, small 
1585a. Ditto, medium 
1585b. Ditto, large 


Oa i tt i te 
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1586. Retractor, Czerny’s, double, stainless steel 


1587. —_ Retractor, Langenbecks, stainless steel, {” x 4} 
1587a. Ditto, 13” « }" 


1116. Dressing Scissors, straight, stainless steel, 5” .. 
1117. Ditto, 6” 


1118. Stitch Scissors, straight, stainless steel, 5” 


1119. Ditto, 6” 
NTA ANET LT MOLTO RON 
= Ste Sea ———— 


1023. Probe Dissector, Watson-Cheyne’s, stainless steel, 5”. . 
1023a. Ditto, 7” 


= GENITO 
RINARY 
t 
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1120. Director, probe pointed, 5” 
1121. Probes, silver, 5” 

1122. Ditto, 6” 

1123. Dittes, 7" 

1124. Ditto, 8” 

1125. — Ditto, 9” 
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Paragon Scalpels 


ai 


OS 


1588. Handle, No. 3 

1589. Ditto, No. 4 

1590. = Ditto, No. 7 

1591. = Ditto, No. 3, 8” long 
1592. — Ditto, No. 4, 8” long 


: PNeLAND —— da 
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1593. Blades No. 10 1597. Blades No. 21 
1594. « No. ll 1598. » No. 22 
1595. 3 No. 15 1599, » No. 23 
1596. » No. 20 1600. » No. 24 
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1126. _—_Sterilising Forceps, Cheatle’s, stainless steel 


1127. —_ Ditto, heavy pattern 


1128. Bowl Forceps, Harrison’s, stainless steel, 9}” .. 


1129. Ditto, 14” 
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1130. 


1 UNIVERSAL OPERATIN G TABLE, ee Hospital Model, 


all fittings chromium plated, and the body finished with five 
coats best aluminium cellulose enamel. With sponge rubber 
mats 1}” thick, and set of rubber covers for feet of base . 

1 Chest Support, with sponge rubber cover 2” thick 

1 Pelvic Support, with tubular sponge rubber cover 1” thick 

1 Buttock Support, with tubular sponge rubber cover 1” thick 

1 Pair of Shoulder Rests, with sponge rubber covers 2” thick 

1 Pair of Leg Rests—Lithotomy type, with 2 circular clamps 

1 Pair of Leg Rests, gutter type, cast aluminium, on ball and 
socket joints, with 2 circular clamps 

3 Clamps - 

1 Chest Cushion, with sponge rubber cover, size 3"x6"x 11" 

1 Supplementary Chest Cushion én 

1 Bronchoscopic Headrest, with sponge rubber cover 

1 Universal Headrest for Bronchoscopy and Oesophagoscopy, with 
sponge rubber cover 

1 Cairn's Headrest with Shoulder Supports and 2 circular clamps 
for use in brain surgery, new model, with pneumatic cushion .. 

1 Anesthetic Screen - Hi 

1 Instrument Table 

1 Combined Instrument Table and Anesthetic Screen 

1 Arm Rest, rectangular, for operation on lower arm or hand 

1 Arm Rest, full length, gutter type on swivel, with 2 mee eat 
hole Clamps for above 

1 Douching Tray for Gynecology 

1 Douching Trough for Cystoscopy .. 


All cushions made of anti-static rubber. 
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1131. Universal Instrument Table, A. Tudor Edwards’, cantilever pattern 
mounted on heavy base and anti-static castors 


This table can be used in any position without danger of overbalancing. The heavy 
conical base rests on 4 castors which can be thrown out of action by means of an eccentric 
movement controlled by a handle at the top of the base. When the table has been wheeled into 
the desired position a turn of the handle will lower it and bring the rim of the base in contact 
with the floor. 


The top is adjustable in height from 3’ to 5’ and consists of a shallow stainless steel tray 
16” by 22”, held in a frame by 2 clips. All fittings are chromium plated——the base is cellulose 
enamelled. 
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1500. Chest Support, Sellors’, for Thoracic operations 
1500a. Base Cushion 
1500b. Lateral Cushion ; re 
1500c. Chest Support, Sellors’, atid size, is “Dhow operations .. 
1506d. Base Cushion 
1506e. Lateral Cushion in - 

All cushions made of anti-static rubber. 


594. Webbing Belt with chrome Diaee ‘Quick release clip,” J. E. H. 
Roberts’ i i ‘is as sh i 


594a. Spare Webbing for i 
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1132. Projector Light with adjustable deflecting mirror, mounted on tripod, 
chromium plated, tripod base cellulose finish, complete with 
100 candle-power projector lamp. G.U. Model 


Please state voltage of supply when ordering. 


1132a. Spare Lamps 
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882. | Endo-Diathermy Apparatus with Galvano Cautery and Light Trans- 
formers, Type “EDC ”’, in high-grade polished mahogany case, 
mounted on tubular stand, fitted with ball-bearing anti-static 
castors and shelf. Complete with Gas proof Selector Footswitch, 1 
indifferent lead electrode 6" 8” and 2 cables 


This apparatus is specially designed for Thoracoscopy and internal pneumolysis according 
to the technique described by Dr. F. G. Chandler F.R.C.P. (vide “ The Lancet,’ August 18th, 
1934, page 357). The Diathermy and galvano cautery circuits are interconnected—either 
current can be selected to actuate the special Endo Galvano cauteries by means of the selector 
footswitch. 


This special feature does not interfere with the usefulness of the apparatus for other electro- 
surgical operations. 


Please state voltage and frequency of supply when ordering. 
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884P. Endo-Diathermy Apparatus, Type ““EDUP” in gasproof metal 
cabinet, with stainless steel top. 1 Galvano Cautery, 2 Light 
Transformers and Selector Footswitch. Complete with 1 indifferent 
lead electrode and 2 cables 


This apparatus is mounted on four anti-static castors. 


The Patient’s terminal is earthed to conform with the latest Ministry of Health recom- 
mendations. 


Please state voltage and frequency of supply when ordering. 


a i i i a a a i i i it 
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650. _Electro-Surgical Instrument Table, Brompton Hospital Model, to 
work on alternating current mains, 40-60 cycles aie 


This apparatus is mounted on four anti-static castors. 


The Patient’s terminal is earthed to conform with the latest Ministry of Health recom- 
mendations. 


This unit supplies electric energy suitable for electro-surgical operations, namely, coagul- 
ating and cutting high-frequency current, low tension current for galvano cautery and low 
tension current for endoscopic instruments. 


Below the electric power section a highly efficient oil immersed vacuum pump with vacuum 
bottles is mounted in a gasproof tank fixed to the frame. 


650a. Spare Bottle, marked Do Not Fill Above Line . . 
650b. Spare Float, metal . . 

650c. Spare Float, wood .. 

650d. High Vacuum Oil for pump, quart cans 
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498. Standard Set af Glens ae Ghanltion Electrodes, the set consists 
of :-— 
1 each stout and fine Straight Cutting Needles 
1 each stout and fine angled Cutting Needles 
3 Tungsten Loops, 10, 12 and 14 mm. diameter .. 
Each of the above are mounted on boilable insulated handles. 
1 Coagulation Electrode, comprising boilable insulated handle, 
straight and curved electrode carriers 
3 Plate and 2 Ball electrodes, sterling silver . . : 
1 Broad Monel Knife, complete in polished mahogany case 
498a. Minor Set of Cutting and Coagulation Electrodes, the set consists 
of :-— 
2 Cutting Needles 
1 Tungsten Loop 
Each of the above are mounted on boilable insulated handles. 
1 Coagulation Electrode, comprising boilable insulated handle, 
straight and curved electrode carriers 
3 Plate and 2 Ball electrodes, sterling silver . . 
1 Broad Monel Knife, complete i in polished mahogany case 


524. Combined Needle and Blunt Dissector mounted on boilable insulated 
handle 


1601. Hemostatic Electrode, J. E. H. Roberts’ 
499. Flexible all-rubber Cable for needles and coagulation electrodes, 
6 ft. length wie os 
499a. Ditto, 6 ft. length, for indifferent electrode... 
The above cables can be supplied 9 ft. if specified. 
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1602. Indifferent Lead Electrode, 8” « 6” 
1602a. Ditto, 6” « 4”, child size 


526. India Rubber Endothermy Needle Rest with Bakelite holder. (The 
apparatus serves the purpose of holding Endothermy needle and 
Coagulation electrodes across the patient.) 


1603. Suction Tube, Yankhauer’s, with fixed handle 
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1604. Suction Tube, Brompton Hospital pattern, with fixed handle 


] FULL SIZE EXD 
— = 


~ 
@ 
FULL SIZE ENO 


FULL size 
eno ¥ 


FULL SIZE END 


662. Set of Suction Tubes, improved G.U. model, interchangeable on 
handle, chromeplated, consisting of :— 


(a) Suction Tube for aspiration of perineal cavity with safety air 
inlet to prevent injury to omentum or gut 


(b) Harris’s Suction Tube for urinary bladder 
(c) Fine Nasal Suction Tube 
(d) Yankhauer’s Suction Tube 


(e) Handle with adjustable compression washers .. 


This set of suction tubes comprises 4 of the most useful patterns 
which can be fitted quickly to the handle. They are held in 
position in the handle by a friction washer which always ensures a 
perfectly airtight joint. 


POPP PPL PSS SPP SSS SSS SS SPOS SSSTSSSSOVSSSSESOSTVST VOSS SEOAIASOS 


THE GENITO URINARY MFG. CO., LTD. 


101 


[ Size of base 14” « 16”, 
Over-all height 26”. 
| Weight 128 lbs. 


761a. Rotary High Vacuum sais with SEIS: all anim current 
motor : 


(Please state aie an re s current when ordering.) 


761b. Rotary High Vacuum Pump, with direct current motor 
(Please state voltage when ordering.) 


The oil immersed pump has a displacement at atmospheric pressure of 16 litres per minute. 
It is driven by a } h.p. totally enclosed gastight motor with V belt. Pump and motor are sus- 
pended by means of four tension springs in a cast aluminium alloy cabinet mounted on 23” ball- 
bearing anti-static castors. ‘This mode of assembly eliminates vibration and noise. ‘The motor 
is controlled by a sparkless switch and needs no attention over long periods. The G.U. quick 
release bottle-holder with two-way cock, and the overflow trap with vacuum gauge, are fixed 
to the front of the cabinet. T'wo 80 oz. bottles and 6 ft. of vacuum tubing are included in the 
price. 


650a. Spare Bottle 
650d. High Vacuum Oil for pump, quart can .. 
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1503a. Portable Vacuum Pump, with single-phase alternating current 3 h.p. 
motor .. re es - 
(Please state voltage and periodicity of current when ordering.) 


1503b. Portable Vacuum Pump, with } h.p. direct current motor 
(Please state voltage when ordering.) 


The rotary self-lubricating pump has a displacement of 8 litres per minute at atmospheric 
pressure. It is driven by a totally enclosed gastight , h.p. motor assembled on superimposed 
platform suspended in a sheet metal case for silent running. The motor is controlled by a 
sparkless switch. The overall dimensions are 84” x 94” x 18}” high, and the weight is 45 Ibs. 


650a. Spare Bottle 


650d. High Vacuum Oil for pump, quart can .. 
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668. Vacuum Tubing for Bronchoscopic Suction Tubes 


669. = Vacuum Tubing for Suction Tube, 662 


1134. | Cautery and Light Transformer, Earth-free, for use with thoraco- 


scopes, etc., to work on alternating current mains, 40-60 cycles 


1134a. Footswitch for use with above 
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Per Oral Endoscopes 


By V. E. Negus, M.S., F.R.C.S. 


been made in close collaboration with the author, and 
their practical value nas been demonstrated in his Clinic 
over a number of years. 


TT instruments described in the following pages have 


The Negus Laryngoscopes, (Esophageal Specula, and 
(Esophagoscopes have the source of light placed outside the 
speculum, leaving the full lumen free. 


The details of construction can be clearly seen on outline 
drawings “A” and “ B” of a Negus Laryngoscope. 


Two small channels, welded to the speculum on opposite 
sides and in a slanting direction, hold two projector lamps 
in position. ‘The wall of the speculum underlying these channels 
is cut away to allow the beams of light to enter the speculum, 


The angle between the two beams is so arranged that they 
converge and cross each other on the point of emergence from 
the speculum, i.e., at the site of operation. The light is just 
sufficiently diffused to produce an even illumination in any 
plane situated up to four inches from the distal end of the 
instrument. 


The electrical connection between the battery and the two 
lamps is established by means of a horse-shoe shaped lamp 
carrier, provided with screw sockets and cable connection. 
It can be readily removed from the speculum (with the lamps) 
and sterilized by boiling or any other known method. The 
design is both simple and strong. 


The Negus Bronchoscopes are fitted with distal and proximal 
lighting. The latter is produced by a special prismatic pro- 
jector detachably mounted on the square handle. 


Proximal lighting in Bronchoscopes is only effective and 


too much light is lost when instruments are passed. 


ii valuable for diagnostic purposes. Except in the adult size, 


The proximal third of the Bronchoscopic tubes is expanded—- 
funnel shaped—in order to facilitate vision during instru- 
mentation, and to prevent glare when proximal illumination 
is used. 


Particular attention has been paid to the sizes of the distal 
portion of the Bronchoscopic tubes, i.e., the part that passes 
between the vocal cords, and definite circumferential measure- 
ments, suitable to the age of the patient, have been determined, 


The old practice of identifying these instruments by the 
size of the bore, regardless of the external measurements, has 
serious drawbacks, and often resulted in cedema or even trauma 
of the cords. 


The results of his investigations are tabulated overleaf. 
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Cross Section of Bronchoscope Tube. 


A. BRONCHOSCOPES. 


Inside 
Outside Inside Diameter Circum- 
Size Diameter Diameter Over Lamp ference Length 
“cc A ”) ae B ») 

mm. mm, mm. mm. cm. 
Adult - an - 11.0 10.0 8.7 35.0 40 
Adult small ” 4 10.0 9.0 rel $210 40 
Adolescent es a 9.0 8.0 G7 29.0 40 
Adolescent Small _ 8.0 7.0 Die 26.0 40 
Adult Aspirating . . a 8.5 te) 62 29.0 40 
Child ro my oe 8.0 7.0 bef 26.0 30 
Child Aspirating . . em Jp 6.5 a2 26.0 30 

Infant " 2 6.0 5.4 4.1 Ih ee) ya 

Suckling’s se es 4.8 4,1 a2 15.0 215) 

Suckling Small .. a 4.3 Ba: 2.8 13.0 ph ee) 
Lower Bronchus .. oe 7.0 6.4 small 2259 45 

B. (:SOPHAGOSCOPES 
Outside Inside Circum- 
Size Diameter Diameter ference Length 

mm. mm. mm. cm, 
Adult extra long, fulllumen .. i 18 x 20 15.6 x 17.6 60) 53 
Adult long, full lumen .. a ae 18 x20 15.6 x 17.6 60 45 
Adult long, medium lumen es 14x 16 11.6 13.6 48 45 
Adult short es xs 0h me 16 x 18 13.6% 15.6 55 35 
Child ae = S me i 10x12 8.0 x 10.0 Ss) a5 
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1501. ‘Tracheascope, Negus’ Adult Size, with twin lane carrier,and 2 lamps 


1501a. Extra Lamps 
1501b. ‘Tracheascope Negus, Child Size, with twin n lamp carrier and ° ek - 


1501c. Extra Lamps. 


is a") 
733. Adult Laryngoscope, Negus’, with twin 

lamp carrier, and 2 lamps a 
733a. Extra Lamps 


734. Child Laryngoscope, Negus’, with twin 
lamp carrier, and 2 lamps aa 
734a, Extra Lamps 


I 
avi iii NN 
CE NULLS. - 


1605. Infant Laryngoscope Negus’, with twin 
lamp carrier and 2 lamps - 


1605a. Extra lamps 


ee ey 


735 Anterior Commissure Laryngoscope, 
Negus’, with twin lamp carrier 
735a Extra lamps 
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736. 


736a. 


737. 


737a. 


738. 
739. 
740. 
741. 


74la. 
741b. 


742. 


743. 


744. 


744a. 


(Showing Projector removed). (Prices do not 
include Projector. 


Adult size, with 2 lamp carriers, and 2 lamps 
Small Adult size, with 2 lamp carriers, and 2 lamps 
Adolescent size, with 2 lamp carriers, and 2 lamps 
Adolescent small size, with 2 lamp carriers, and 2 lamps 
Adult Aspirating size, with 2 lamp carriers, and 2 lamps 
Child size, with 2 lamp carriers, and 2 lamps 
Child Aspirating size, with 2 lamp carriers, and 2 lamps 
Infant size, with 2 lamp carriers, and 2 lamps 
Suckling’s size, with 2 lamp carriers and 2 lamps 
Suckling Small size, with 2 lamp carriers and 2 lamps 
Lower Bronchus size, with 2 lamp carriers, and 2 lamps 
(For actual dimensions of Bronchoscopes see Table A, page 106 


Extra Lamps for above 


(Actual Size.) 


Proximal Beam Projector, with cable, and spare lamp 


(Interchangeable on all the above sizes.) 


Extra Lamps for Projector 
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745. Adult Gsophageal aa ia with twin lamp carrier, and 
2 lamps , : ‘ 


745a. Extra Lamps 


746. Child Gsophageal Spee, Nesues with twin lamp carrier, and 
2 lamps .. ii ; 


746a. Extra Lamps 
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747. Adult (Esophageal Speculum with bevelled end, voices with twin 
lamp carrier, and 2 lamps .. 


747a. Extra Lamps 


748. Adult Gsophageal Speculum, with bevelled end and genesis 
tube, Negus’, with twin lamp carrier, and 2 lamps ; 


748a. Extra Lamps 
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749. Adult extra long G!sophagoscope, Negus’, full lumen, graduated in 
cms., with twin lamp carrier, and 2 lamps o i: 


749a. Detachable Suction Tube for above 


750. Adult long (Esophagoscope, Negus’, full lumen, el in cms., 
with twin lamp carrier, and 2 lamps , ie ~ 


751. Detachable Suction Tube for above 


752. Adult long C’sophagoscope, Negus’, medium lumen, graduated in 
cms., with twin lamp carrier, and 2 lamps a 5: 


753. Detachable Suction Tube for above 


754. Adult short Gsophagoscope, Negus’, graduated in cms., with twin 
lamp carrier, and 2 lamps .. ; 5% aie 


755. Detachable Suction ‘Tube for above 


756. Child C:sophagoscope, BESS alas in cms., with twin lamp 
carrier, and 2 lamps ; sl st 


io7: Detachable Suction ‘Tube for above 
758. Extra Lamps 
759. Switch and Cords for Negus Endoscopic Instruments 


(These cords are interchangeable on all instruments illustrated on pages 107-110). 
(They can be sterilized by immersion in boiling water for three minutes). 


For actual dimensions of these (Esophagoscopes see table B, page 106. 


1606. | C:sophagoscope R.H.R. Belsey’s 53 cm. a: distal illumination with 
2 lamp carriers and 2 lamps - 


1606a. [Extra Lamps 
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Negus’ Bronchoscopic Forceps Handle gives 
more steadiness to the tip of the Forceps. 


The sliding tube is extended beyond the 
junction, and engages an accurately bored out 
) cylinder fixed to the opposite branch. 


Chevalier Jackson’s Forceps for Bronchoscopy and 
(Esophagoscopy. 


These Forceps are fiitted on Negus’ Forceps Handles. 


Length 

— 858. Side Grasping “9 an (Sem: 
| 859. Side Grasping : .. 45 em. 
as 860. Side Grasping aie xe 0 em, 
- 861. Side Grasping oF a» ‘60-em, 
862. Forward Grasping .. en SSSCan: 

863. Forward Grasping -. .» 45 em, 

864. Forward Grasping .. ae eo ems 

865. Forward Grasping .. «« 60 cm, 

866. Rotation ate ig gp’ 25 Can; 

867. Rotation an a se: “45. 

868. Rotation & PP ee Ses: 

869. Rotation oe ee xe: 60-¢.m, 

870. Biopsy oe f ‘a 35.6, 

871. Biopsy - su aa; 49°C. 

872. Biopsy tf RY iy S0C.mi, 

873. Biopsy 3 25 oe; 60 com; 

874. Peanut 7 ae S Joe, 

875. Peanut me. an sx 45 cm, 

876. Peanut sie £0 we, 00 Cth, 

877. Peanut a - se POUsezmn: 

878. Tucker’s Pin and Tack .. 35cm. 

879. Tucker’s Pin and Tack .. 45 c.m. 

880. ‘Tucker’s Pin and Tack .. 50c.m. 

881. Tucker’s Pin and Tack 60 c.m. 


862a. Forward Grasping Forceps, extra fine, for 
Bronchoscopes, Nos. 741 and 741a 


858a. Side Grasping ditto ditto 


Particulars and prices of special models on application 
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788. Bronchoscopic Aspirating Tube, Negus’, with flexible Gum Elastic 
end ‘ - vie Pr sis - ‘ 


789. Extra Flexible Gum Elastic Ends for above 
790. Ditto, full curve 


1607. Bronchoscopic Aspirating Tube with flexible Gum Elastic end, extra 
large size as made for Clare Hall Hospital : 


1603. Bronchoscopic Aspirating Tube with flexible Gum Elastic end, small 
size for use with suckling and infant size Bronchoscopes, as made 
for Brompton Hospital 


791. (sophageal Aspirating Tube, Chevalier Jackson’s, with two lateral 
eyes; for use with Negus’ G:sophagoscopes, 55 cm. long. . 
Outside Diameter, 6 mm. - a 


791 (a) Ditto x * 5 mm. 

791 (6) Ditto 5 Rs 4 mm, 

791 (c) Ditto +i . 3 mm. 

791 (d) Ditto 50 cm, long outside diameter 6 mm. 
791 (e) Ditto 6 ‘s om » 5mm, 
791 (7) Ditto Fe é > » 4mm. 
791 (g) Ditto # i " » om: 
791 (i) Ditto 45 cm. long outside diameter 6 mm. 
791 (2) Ditto - ” x » nim, 
791 (7) Ditto ” i »  ¢4Amm. 
791 (k) Ditto 5 ‘ 5 » 33mm. 
791 (1) Ditto 35 cm. long outside diamter 6 mm, 
791(m) Ditto 2. 7 5 » Omm. 
791 (n) Ditto , ” » » 4mm. 
791 (0) Ditto ‘ + Fe » 33mm, 
791 (p) Ditto 30 cm. long outsid>? diam>ter 6 mm. 
791 (q) Ditto 9 = # » oOmm. 
791 (r) Ditto 5 3 es »  +mm. 
791 (s) Ditto 3 rr + » 3mm, 
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792. Bronchoscopic Aspirating ‘Tube, Chevalier Jackson’s, open end; for 
use with Negus’ Bronchoscope, 55 cm. long, outside diameter 
6 mm. 


792 (a) Ditto, outside diameter, 5 mm. 
792 (b) Ditto _,, 
792 (c) Ditto 
792 (d) Ditto, 50 cm. long, outside diameter 6 mm. 


» +mm. 


= Re 3mm. 


792 (e) Ditto #s “ - a 5 mm. 
792 (f) Ditto 7 7 95 % 4mm. 
792 (g) Ditto s = a ra 3 mm. 


792 (h) Ditto, 45 cm. long, outside diameter 6 mm. 


792 (2) Ditto . 2 e ., 5 mm. 
792 (j) Ditto és " Fi 3 4 mm. 
792 (k) Ditto " wi - ™ 3 mm. 


792 (1) Ditto, 35 cm. long, outside diameter 6mm. 
792 (m) Ditto 
792 (n) Ditto ,, 5 % ‘i 4mm. 
792 (0) Ditto __,, = 


792 (p) Ditto, 30 cm. long, outside diameter 6 mm. 


”» ” xy 22: 5 mm. 


* e 3 mm. 


792 (q) Ditto ” 5 * 5 mm. 
792 (r) Ditto - Bs ws a2 4mm. 
792 (s) Ditto “a . ee * 3 mm. 


1609. Bronchoscopic Suction Tube Flexible Gum Elastic Sizes. 8 to 16 F. 
60 cms. long 
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793. Swab Holders, Coolidge’s, fine 
794. Ditto, medium 
Pee Ditto, - large 


796. Bronchoscopic Dilators, Chevalier Jackson’s, gum elastic, mounted 
on nickel-plated stem, sizes 8 to 16 Charriere 
797. | Gsophageal Dilators, Chevalier Jackson’s, gum elastic, mounted on 


nickel-plated stem, sizes 8 to 20; also oot 26, 28 and 30 


Charriere 
798. Ditto, sizes 34 and 38 Olistifere 


(These Dilators are woven directly on to the hemispherical metal mount by 
a process which results in a smooth surface without step). 


1610. (sophageal Bougies Olivary Gum Elastic, 25” long, sizes 5 to 24E 


1611. (:sophageal one POEnery Gum Elastic, 25” long, sizes 
5 to 24E , es a - op 


1612. Naso-gastric Tube, Sengstaken’s Latex, for control of Hemorrhage of 
(sophageal varies, with 2 inflatable balloons si a 
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1502. Olivary Dilators, Negus’, set of 5, sizes 14, 19, 24, 29 and 34 Charriere, 
strung on twisted silk cord — 


815. Hydrostatic G:sophageal Dilator, Negus’, consisting of dilating bag 
flexibly mounted on metal tube with stopcock, Filiform bougie for 
conducting dilator into stricture, and 20 c.c. metal syringe with 3 
fi ger rings 


816. Hydrostatic Cisophageal Dilator, Gabriel ictal as above, but 
‘without filiform conducter, 2 sizes it $5 * 


817. Souttar’s Set of Instruments for Esophageal Intubation, consisting of : 
1 Conductor with flexible gum elastic tip 8 Charriere. 
7 Aluminium Dilators, 5 to 11 mm. in diameter. 
2 Mandrils for intubation tubes (2 sizes). 
2 Rings for releasing tubes (2 sizes). 
Complete with 2 Tubes 


(see “' The British Journal of Surgery,” Fuly, 1927) 
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818. Souttar’s ‘Tubes, in gold-plated nickel wire, 3 sizes 


820. Revolving Eye Shield, Negus’ .. 
821. Spare Glass for above .. 


822. Specimen Collector, Luken’s, “ Pyrex ” "eee with I.R. ae and 
ung 
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762. Formalin Sterilizer Trolley for endoscopic instruments, Papworth 
model, size 30” x18” x 36” high, chrome plated, with gas-tight 
door, and three perforated trays 2” deep, size 28” 134". The 
trolley has a rail on three sides, and is fitted with 24” ball-bearing 
antistatic castors .. ny ; fe 


762a. Water Trough, detachable, size 24” x6” x 4”, chrome plated, for use 
with Formalin Sterilizer Trolley No. 762 ass Rs 


This trough is hooked on the rail of the trolley, and filled with sterile 
water. When the instruments are taken out of the formalin chamber 
they are plunged into the water, and any formalin deposit washed off. 


762b. Formalin Sterilizer ‘Trolley, sia model, as No. 762, but elec- 
trically heated ‘ch ” te cat 


(Please state voltage and periodicity of current when ordering). 
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763. Bronchoscopic Head Rest, G.U. modification of Haslinger’s, chrome 
plated finish, with antistatic sponge rubber cover, with canes to fit 
almost any make of operating table .. : 

763a. Bronchoscopic Head Rest, G.U. modification of Haslinger’ S, chrome 
plated finish, with antistatic sponge rubber cover, to fit Universal 
Operating Table, Brompton Hospital model only i 


910. Universal Head Rest for Bronchoscopy and Gitsophagoscopy, chrome 
plated finish, with antistatic sponge rubber cover, with clamps to fit 
almost any make of operating table 

910a. Universal Head Rest for Bronchoscopy and (Esophagoscopy, chrome 
plated finish, with antistatic sponge rubber cover, to fit Universal 
Operating Table, Brompton Hospital model only 
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764. Formalin Sterilizer for endoscopic instruments, Negus’ pattern, with 
three perforated trays 31°11" x14" deep, nickel-plated hard 
brass 


764a. Ditto, electrically heated 


These trays are mounted on extension bars in such a way that the whole 
tray can be drawn out. 


765. Triple-Cell Battery Box, with three separate circuits and rheostats .. 


766. Spare Dry Cells, type GS.4 
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768. 
769. 
770. 


771, 
die. 


713. 


774. 
773. 


775a. 
775b. 


776. 


777. 
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Chevalier Jackson’s Grasping Forceps, stainless steel, 28 cm. 
Ditto, 35 cm. oa ia : 

Ditto, 40 cm. 

Ditto, 50 cm. 


Chevalier Jackson’s Rotation Forceps, stainless steel, 28 cm. 
Ditto, 35 cm. 


« 


Bronchoscopic Biopsy Ronee Brian ‘Taylor’s, stainless steel, 
28 cm. si Ks 

Ditto, 40 cm. 

Ditto, 50 cm. 


Pohchoscottt Biopsy ek R. C. Brock’s, ath oe cup Jaws, 
50 cm., straight 
Ditto, w ith angled jaws 


Chevalier Jackson’s ‘Tissue Punch Forceps, stainless steel, 28 cm. 


Chevalier Jackson’s Papilloma Forceps, stainless steel, 28 cm. 
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778. Chevalier Jackson’s Nodule Forceps, with angular cup jaws, stainless 
steel, 28 cm. - ait ta 

779. Ditto, 35 cm. 

780. Ditto, 50 cm. 


781. Patterson’s Forceps, with cutting jaws, stainless steel, 28 cm. 
782. = Ditto, 35 cm. 3 rer si 
783. Ditto, 50 cm. 


784. Chevalier Jackson’s Foreign Body Forceps, fine, 40 cm., stainless steel, 
for use with Csophagoscope No. 756 ‘ ue si 


va 


FULL SIZE 


911. Bronchoscopic Punch Forceps, Th. 
Schrire’s, for biopsy specimens, 
50 cm., Stainless Steel 


829. Retrograde Telescope, for inspection of upper lobe bronchii, 48 cm. 

long, with 2 spare lamps, switch and cable : 

829a. Right Angle Telescope, for inspection of upper lobe bronchi, 48 cm. 

long, with 2 spare lamps, switch and cable ‘ 

829b. Right Angle Ditto, child size . ; 
829c. Foroblique Telescope, 48 cm, Jong, with 2 spare lamps and cable 
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830. Direct vision Telescope, 44 cm. long, for adult size bronchoscope 


832. Ditto. 34cm. long, for child size bronchoscope 


Spring Clip Adapter with shield, for use of above, with ad 


828. 
Bronchopes, 40 cm. long 
Ditto. for use with child size direct vision i eesaee No. 832 


833. 


Cocaine Spray, Clerf’s, 40 cm. long 


Ditto, 28 cm. long 
Bellows for either of above 


810. 
811. 
812. 


C 


J. E. H. Roberts’, for biopsy 


Bronchoscopic Punch Forceps 
specimens a 


813. 
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1615. 


Bronchoscopic Telescope Container, chrome plated, as used at London 
Chest Hospital .. 
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Brunner’s Rib Shears i 4. re 52 
Bulldog Clamps, Barlow’s’... Si ite 78 
Bulldog Clamps, Blalock’s .. e. are 70 
Bulldog Clamps, Potts’ ny Bi a's 78 
Bull's First Rib Raspatory .. 48 
Burton Wood's Empyema Trocar and Can- 
nula ae a si - aa 33 
Cardiac Instruments .. 70-80 
Carlen’s Bronchospirometry Catheter sie 14 
Catheter Introducer .. ay - es 34 
Catheter, Malecot’s .. ie aa 34 
Cautery and Light Transformer - xe 103 
Cavernoscopes 40 
Chandler’s Artificial Pneumothorax Apparatus 18 
Aspirator oe 5 os 6 
Coagulating Electrode as ‘it 235 32 
Lipiodal Syringe .. is ms ss 13 
Lipiodal Trocar .. a 12 
Pneumothorax Induction Trocar zs 22 
Pneumothorax Refill Trocar a 22 
Pneumothorax Refill Trocar gi a 23 
Thoracoscope ; ie ; .. 26-28 
Cheatle’s Sterilizing Forceps E 90 
Chesterman’s Aortic and Pulmonary Valvulo- 
tome and Dilator .. 7 _ “i 79 
Chest Support, Sellors’ a 93 
Chevalier Jackson’s Bronchoscopic and Oeso- 
phageal Dilators 115 
Chevalier Jackson’s Bronchoscopic Aspirating 
Tube zt 114 
Chevalier Jackson’s Forceps ‘for Broncho- 
scopy and Oesophagoscopy 
112 and 121 
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Chevalier Jackson’s Hydrostatic Oesophageal 
Dilator 116 
Chevalier Jackson’s Oesophageal Aspirating 
Tube ; 113 
Cholecystectomy Forceps, Moynihan’s s 68 
Christopherson’s Aspirator ‘ 6 
Lipiodal Trocar 12 
Clerf’s Cocaine Spray . 123 
Coarctation Clamps, Crafoord's 81 
Coarctation Clamp, Potts’ 75 
Cocaine Spray, Clerf’s 123 
Cone Nozzle. Tubb’s 13 
Container for Bronchoscopic Telescopes 124 
Coolidge’s Swab Holders ie 115 
Cotton-wool Probe, Roberts’ . . 5 
Crafoord’s Coarctation Clamps 81 
Rib Approximator 60 
Scissors... : 66 
Cross-action Towel Holding Forceps’ 86 
Czerny’s Retractor iva 88 
Diathermy apparatus 95-96 
Diathermy Electrodes .. £3 98-99 
Diathermy Forceps, Brock’s .. 45 
Diathermy Forceps, Heaf’s 31 
Dieulafoy’s Aspirator .. vi 
Dilator, Potts-Riker 80 
Direct Flow Three- -way Sy ringe 9 
Director, probe pointed 88 
Dissecting Forceps 86-87 
Dissecting Scissors, Boyd’s 76 
Dissecting Scissors, Mayo’s 87 
Dissecting Scissors, Potts’ . oe 4 76 
Double Hook Rensuen Guy’s Hospital 
model - ve : 62 
Doyen’s Rib Raspatory _ 47 
Dressing Scissors ; 88 
Ductus Arteriosus Clamp, i Potts’ 2 : 74 
Ductus Arteriosus Clamp, Waterson’s modi- 
fication of Potts ‘ 74 
Dunhill’s Artery Forceps 84 
Dunn’s Anaesthetic Syringe 4 
Duval’s Lung Forceps 67 
Edwards’ (Ronald) modification of Finochi- 
etto Rib Spreader 2 56 
Electro-Surgical Instrument Table,  Bromp- 
ton Hospital model : sic 97 
Empyema Drainage Bottles 35 and 39 
Empyema Drainage Pumps 36-37 
Empyema Trocars 33-34 
Empyema Drainage Tubes 34-35 
Endo-Diathermy apparatus 95-96 
Endothermy Needle Rest , 99 
Erector Spinae Retractors - or 61, 63-64 
Exploring Needles ‘3 ar “e ais 11 
Exploring Needle, R. J. C. Maxwell’s 40 
Extra Pleural Pneumothorax Instruments 45-46 
Eye Shield, Negus’ 117 
Fawcett’s Ligature Pusher 62 
Field’s Lipiodal Trocar . 12 
Finochietto’s Thoracotomy Retractor 55 
Fluid Needle, Morland’s 11 
Forceps for Bronchoscopy and Oesophago- 
scopy, Chevalier Jackson’s 112 and 121 
Formalin Sterilizer, Negus’ .. r 120 
Formalin Sterilizer Trolley, Papworth model 118 
Foster-Carter’s Aspirating Syringe 8 
Foster-Carter’s Tension Pneumothorax 
Needle 25 
Gauvain’s Aspirator 10 
Giertz’s Rib Shears 50 
Gordh’s Intravenous Anaesthetic Needle 4 
Guy’s Hospital model Double Hook Retractor 62 


Haemostatic Electrode, Roberts’ 7" $3 98 
Halstead’s Needle Holder. . a 83 
Hamilton Bailey’s Empyema Trocar . i 33 
Harrison’s Bowl Forceps : 90 
Head Rests for SeSIeLDY: ‘and Ocsopha- 
goscopy... es «= TH 
Heaf’s Diathermy Forceps = = ¢4 31 
Heaf’s Pneumothorax Needle oa a 23 
Hegar’s Needle Holder sis es es 82 
Houghton’s Extra Pleural Pneumothorax 
Needle é a S he 
Howard Jones’ Spinal Needle 3 8: 4 
Hunter’s Rugine ii a 48 
Hydrostatic Oesophageal Dilator, Chevalier 
Jackson’s .. ec JG 
Hydrostatic Oesophageal Dilator, Negus’ ss 116 
Intravenous Anaesthetic Needle, Gordh’s .. 4 
Instrument Table, Tudor Edwards’ . . “a 92 
Isom’s Towel Clips... ss re - 85 
Krause’s Laryngeal Forceps .. Ee "a 5 
Kocher’s Artery Forceps : i 84 
Kiiss Pneumothorax Induction Trocar ie 22 
Kiss Pneumothorax Needle .. ae 4 22 
Labat’s Anaesthetic Syringe .. os ee 3 
Langenbeck’s Retractor wa an W 88 
Lane’s Dissecting Forceps .. z. i: 86 
Lane’s Tissue Forceps ae one bi: 86 
Laryngeal Forceps, Krause’s dy “1A 5 
Laryngeal Syringe, Bruning’s a si 5 
Laryngeal Syringe, Neilson’s be 6 5 
Laryngoscopes, Negus’ a = a «6 LOT 
Lead Electrode $e ba a 99 
Lebsche’s Sternum Chisel. Pa a 65 
Lebsche’s Sternum Cutter .. x vs 65 
Leigh Collis’s Penicillin Trocar om - 24 
Ligature Egg ee 5 we 85 
Ligature Needles, Nelson’s a = Bs 67 
Ligature Pusher, Faweett’s .. se gis 62 
Light Transformer... as ae = 42 
Lipiodal Syringes on 12-13 
Lipiodal Trocars Se a: ae ee 12 
Lister’s Sinus Forceps He = —" 84 
Lobectomy Clamp, Sellors’ .. # pe: 59 
Lobectomy Scissors, Nelson's ait 66 
Lobectomy Scissors, Tudor Edwards’ 67 
Luken’s Specimen Collector... as ws alle? 
Lung Dissecting Forceps, Nelson’s .. = 66 
Lung Forceps, Duval’s ais a: sy 67 
Lung Retractor, Allison’s we ae ‘3 62 
Lung Tourniquet, Roberts-Nelson .. ge 56 
Magill’s Bronchus Blocker : oe ays 58 
Malecot’s Catheter , $0 a ee: 34 
Malleable Lamp, Nelson’s  .. es i 67 
Mallet, boxwood a ies ie 65 
Martin’s Aspirator rae ii ae ‘ 7 
Mathieu’s Needle Holder Ws _ me 83 
Maurer’s Articulated Probe .. 32 
Maxwell's (Dr. J.) Artificial Pneumothorax 
Apparatus .. 16 
Maxwell’s (Dr. J.) Pneumothorax Induction 
Trocar 22 
Maxwell’s (R.J. C) Articulated Thoracoscope 
Cautery Hook - 31 
Maxwell’s (R.J.C.) Exploring Needle . 40 
Mayo’s Dissecting Scissors be 43 and 87 
Mayo’s Needle Holder , 2 iy 83 
McNab’s Spirometric Bronchoscope . . =n 14 
Metras’ Bronchography Catheter ... +e 15 
Michel’s Clips and Forceps .. a Bs 83 
Mitral Knives an 73-74 
Monaldi Suction Drainage Pump x af 38 
Morland’s Fluid Needle ag Rs - 11 


Morland’s Tension Pneumothorax Needle .. 24 
Morland’s Pneumothorax Refill Trocar zs 23 
Morrison’s Empyema Trocar and Cannula .. 34 
Morriston Davies’ First Rib nee 48 
Pneumothorax Needle 23 
Rib Raspatory 49 
Moynihan’s Cholecystectomy F orceps 68 
Moynihan’s Towel Holding Forceps 85 
Naso-gastric Tube, Sengstaken 115 
Needles, exploring ; ‘ 11 
Needle Holder, Blalock’s 70 
Bonney’s .. 82 
Halstead’s .. 83 
Hegar’s 82 
Mathieu's 83 
Mayo’s 83 
Sellors’.. pig} 
Tudor Edwards’ 82 
Needle Rest, Endothermy 99 
Needle Sterilizing Boxes 25 
Negus’ Bronchoscopes F 108 
Bronchoscopic ASpirating Tube MS 
Eye Shield : 117 
Formalin Sterilizer 120 
Hydrostatic i ig ate Dilator” 116 
Laryngoscopes : : : 107 
Oesophageal Speculae 109-110 
Oesophagoscopes . . 111 
Olivary Dilators 116 
‘Tracheascope : ate 107 
Neilson’s Laryngeal Syringe - 5 
Nelson’s Empyema Trocar and Cannula 33 
First Rib Raspatory 48 
Ligature Needles .. 67 
Lobectomy Scissors 66 
Lung Dissecting Forceps 66 
Malleable lamp 67 
Phrenic Nerve Hook 42 
Phrenic Retractors 41 
Rugine 47 
Two-way Cock 11 
Nystrom’s Forceps 69 
Nystrom’s Probe 69 
O’Brien’s Rib Hook .. es 49 
Oesophageal Aspirating Tube, Chevalier 
Jackson’s 113 
Oesophageal Bougies, olivary and cylindrical 114 
Oesophageal Dilators, Chevalier Jackson’s .. 115 
Oesophageal Intubation neues Sout- 
tar’s = “116 
Oecsophageal Speculae, ‘Negus’ 109-110 
Oesophagoscope, Belsey’s 111 
Oesophagoscopes, Negus’ 111 
Olivary Dilators, Negus’ 116 
Operating 'T'able, Brompton Hospital ‘model 91 
O’Shaughnessy’s Artery Forceps ; 68 
Overflow Valve for Roberts’ or Monaldi 
Suction Pumps 39 
Overholt’s Extra Pleural Forceps 4 
Overholt’s Extra Pleural Retractor 44 
Papworth model Formalin Sterilizer Trolley 118 
Paragon Scalpels and Blades .. : 2 89 
Patterson’s Forceps 122 
Pectoral Retractor, Roberts’ 61 
Penicillin Trocar, Leigh Collis’s ; 24 
Periosteal Elevator and Rugine, Alexander's 47 
Phrenic Evulsion Forceps 42 
Phrenic Nerve Hooks 42 
Phrenic Retractors se 41 
Pitkin’s Spinal Needle + 
Pneumonectomy Forceps, Semb’s 59 
Portal Anastomosis Clamps, Barlow’s 78 
Portable Vacuum Pump 102 


Potain’s Aspirator 
Potts’ Anastomosis Clamp 
Potts’ Bulldog Clamps 
Coarctation Clamp 
Dissecting Scissors 
Ductus Arteriosus Clamp — 
Potts-Riker Dilator ; 
Potts-Riker Valvulatome 
Potts-Smith Aorta Clamp 
Powder InsufHator, R.A.F. pattern 
Powder Insufflator, Tudor Edwards’ 
Price Thomas’ Aorta Clamp .. 
Articulated Thoracoscope Cautery 
Bronchus Clamps ae 
Bronchus Dissecting Forceps 
Bronchus Dissector 
First Rib Hook 
First Rib Raspatory 
Phrenic Evulsion Forceps 
Probe a“ a . 
Rib Shears 
Rugine es 
Thoracotomy Retractor 65 
Probe, Chest 
Probe Dissector, Watson- Cheyne’ s 
Probe Pointed Director 
Projector Light Sa 
Pulmonary Artery Clamps, Blalock’s a 
Pulmonary Artery Clamps, Sellors’ 
Pulmonary Embolectomy Instruments 
Pulmonary or Aortic Dilator, Sellors’ 
Pump, Portable Vacuum : 
Pump, Rotary High Vacuum .. 


R.A.F. Pattern Powder Insufflator 
Rampley’s Sponge Eines snide 
Record Syringes 56 
Retractor, Czerny’s .. 

Retractor, Langenbeck’s 

Rib Approximators 

Rib Drill, Brock’s 

Rib Hooks ; és 

Rib Raspatories and Rugines ce 

Rib Retractors .. ‘ - 

Rib Shears 


Riviere’s Pneumothotax Induction Trocar - 


Roberts’ Artery Forceps 

Belt a — 

Blunt Dissector 

Bronchoscopic Punch Forceps 

Cotton-wool Probe 

Empyema Drainage Bottle 

Empyema Drainage Pumps 

Extra Pleural Dissector 

First Rib Raspatory 

Haemostatic Electrode 

Lipiodal Syringe .. 

Lung Tourniquet 

Pectoral Retractor 

Phrenic Evulsion Forceps | 

Phrenic Nerve Hook 

Phrenic Retractors 

Rib Approximator 

Rib Shears 

Rugine 

Suction Tube 

Thoracoscopy Adhesion Hook 
Rongeur Forceps fe 
Rotanda Aspirating Syringe 
Rotary High Vacuum Pump 
Rumel’s Cardiac Snare 


Sauerbruch’s Rib Raspatory .. 
Sauerbruch’s Rongeur Forceps : 
Saugmann’s Pneumothorax Needles .. 
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Scalpels, Paragon . , & 89 
Scapula Retractor, Tudor Edwards’ .. as 60 
Schoemaker’s Sternum Cutter - 8 66 
Schrire’s Bronchoscopic Punch Forceps wy 22 
Scissors, Crafoord’s .. fits . 66 
Scissors, Dissecting 43 and 76 
Scissors, Dressing os an Q sm 88 
Scoop, Volkmann’s_ .. ot: oz - 87 
Sellors’ Aortic Valvulatome .. "ir 32 79 
Chest Support... fee i3 % 93 
Costotome for children .. : Bf 53 
Empyema Drainage Tube is Ee 35 
Lobectomy Clamp cs ” 59 
Mitral Knife gs te - a 74 
Needle Holder en on 77 
Pulmonary Artery Clamps - as 70 
Pulmonary or Aortic Dilator —.. 2g 79 
Rib Approximator and Retractor , 60 
Rib Raspatory oe 47 and 30 
Rongeur Forceps . . sis ae ae 53 
Rugine, child size ‘id R 47 
Thoracoscope “3 ar “it ts 29 
Thoracotomy Retractor .. a ae 55 
Semb’s Erector Spinae Retractors 63-64 
Gouge Forceps... oe A 63 
Pneumonectomy Forceps os 59 
Rib Holding Forceps as om as 63 
Rib Raspatories  .. - ” 64+ 
Rib Shears ae et 63 
Sengstaken Naso- -gastric Tube ee Cs) 
Sinus Forceps, Lister’s sis = 84 
Smart’s Pneumoperitoneum Needle rE Het 24 
Snare, Rumel’s 77 
Souttar, s Instruments for Oesophageal Intu- 
bation 116 
Souttar’s Tubes for Oesophageal Intubation 117 
Specimen Collector, Luken’s .. : es 7 
Spencer Wells Artery Forceps : = 8+ 
Spinal Needle, Barker's *- “2 e. 4 
Spinal Needle, Howard Jones’ - 4 + 
Spinal Needle, Pitkin’s or 4 
Spirometric Bronchoscope, Dr. McNab’s .. 14 
Spirometer, gasometer type .. , sis 1+ 
Sponge Holding Forceps, Rampley’s s oe 86 
Sterilizing Boxes for Needles 6 w8 25 
Sterilizing Forceps, Cheatle’s se as 90 
Sternum Chisel, Lebsche’s_. . ‘fa a 65 
Sternum Cutter, Lebsche’s ate Bs 65 
Sternum Cutter, Schoemaker’s . ae 66 
Stott’s Artificial Pneumothorax Apparatus _ 20 


Stuart’s Empyema Tube _ “2 ‘ an 
Suction Tubes aa Ae 
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Swab Holders, Coolidge’s ‘ we (ES 
Switches and cords for Negus instruments .. 111 
Syringes, Record és on ‘9 of 10 
Taylor's (Brian), Bronchoscopic Biopey For- 
ceps - me 121 
Telescopes for bronchoscopes 122-123 
Thompson's Bronchus Blocker ca “8 58 
Bronchus Clamps oe Si, - 57 
Mitral Knife We - Xe, x 73 
Thoracoscope Accessories ae &. .. 31-32 
Thoracoscopes " sai .. 26-30 
Tissue Forceps, Lane's i ant sig 86 
Tissue Forceps, Stille ” a 08 87 
Towel Holding Forceps Ws a .. 85-86 
Tracheascope, Negus’ .. a Pre ees “107 
Traction Forceps, Bahnson’s .. we 3 71 
Transformer for Cautery and Light sae 1103 
Transformer for Lighting =i ae ne 42 
Trendelenburg’s Forceps . of oe 69 
Trendelenburg’s Suction Tubes “ ae 69 
Triple-cell Battery Box e af = 120 
Tubb’s Cone Nozzle e i a 13 
‘Tubing for Suction Tubes. . s ee, S103 
Tudor Edwards’ Artery Forceps . am 68 
Costotome - a3 50 
Empyema Drainage Bottle - 3 35 
Empyema Drainage Tube sw sf 35 
First Rib Hook om ee oy: 49 
First Rib Raspatory oe on 2 48 
I!Hluminated Pleural Stripper... a 44 
Instrument Table ae wi a 92 
Lobectomy Scissors et m2 bes 67 
Needle Holder... a 3 a 82 
Phrenic Retractor ne ue x 41 
Powder Insufflator e Pe 44 
Rib Shears Be ry. St and 52 
Rib Spreaders... J ae gs 54 
Rugine ae . - - - 47 
Scapula Retractor os ~ ” 60 
Towel Holding Forceps a ae 85 
Two-way Cock, Nelson's a = ens 11 
Vacuum Tubing : i a .. 103 
Valvulatome, Potts-Riker ts a a 80 
Volkmann’s Scoop sib x 87 
Waterson’s modification of Potts Anastomosis 
Clamp si ; a6 oY S de 
Waterson's modification of Potts Ductus 
Arteriosus Clamp z ‘ 74 
Watson Cheyne’s Probe Dissector 43 and 88 
Yankhauer’s Suction Tube ., .% or 99 
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